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The  purpose  of  this  investigation  was  to  evaluate,  refine,  and  demonstrate 
the  parallel  testing  technique  for  application  to  LSI  microcircuit  reliability 
evaluations.  This  report  describes  the  investigation  of  various  areas  that 
required  definition  for  parallel  testing,  such  as  current  detectors,  failed 
device  identification,  interconnect  schemes,  noise,  and  latch-up.  The  results 
show  that  for  the  implementation  studied  in  the  report,  a  number  of  trade-offs 
must  be  made  in  the  test  parameters  and  circuit  configuration  to  achieve  a 
successful  parallel  test,  due  to  interactions  between  paralleled  devices. 

These  trade-offs  included:  (a)  Intch-un  vs.  noise,  hardware  cost,  elevated 
temperature  level,  and  instruction  set,  (b)  clock  cycle  time  vs.  noise,  and 
(c)  potential  damage  to  failed  devices  left  on  test  vs.  hardware  cost. 

We  successfully  demonstrated  the  parallel  testing  concept  for  two  selected 
device  types,  a  6504  4K  static  RAM  and  an  1802  8-bit  microprocessor,  by  con¬ 
ducting  a  500-hour  elevated  temperature  lift  test  while  continuously  monitor¬ 
ing  device  functional  operation  and  periodically  simulating  faults.  Further 
refinements  of  the  parallel  test  concept  focused  on  improved  techniques  to 
avoid  latch-up  and  damage  to  failed  devices  left  on  test. 


EVALUATION 


Increasingly  complex  devices  are  increasingly  more  difficult  to  test 
both  electrically  and  for  reliability-  The  time  necessary  to  perform 
functional  evaluation  on  an  electrical  tester  quickly  becomes 
unaffordable.  Adequate  stress  testing  is  far  more  demanding.  New 
approaches  and  techniques  to  device  characterization  must  be  developed. 
Because  of  the  time  available  during  the  burn-in  and  life  tests,  device 
functional  characterization  has  increased  at  the  stress  chamber.  This 
has  taken  the  form  of  monitored  stress  testing. 

Monitored  testing  couples  device  output  verification  with  the 
dynamic  exercise  pattern  to  check  device  functionality.  It  allows  the 
use  of  the  longer  stress  test  times  for  device  evaluation  increasing  the 
amount  of  functional  verification  that  can  be  performed  and  decreasing 
the  amount  of  electrical  testing  that  need  be  performed.  Monitored 
testing  of  devices  in  the  stress  chamber  is  becoming  commonplace. 

Monitored  testing  today  uses  XOR  gates  for  each  and  every  output  to 
monitor  the  device  functionality.  For  memory  devices  with  multiplexed 
outputs,  good  chamber  densities  with  moderate  amounts  of  hardware  can  be 
achieved  since  the  monitor  hardware  is  shared  by  multiple  banks  of 
devices  under  test. 

For  the  vast  majority  of  digital  logic  part  types  such  sharing  is 
not  possible.  To  monitor  100  devices  with  19  outputs  each  requires  1900 
signal  lines  to  the  outside  world.  Clearly,  the  density  of  devices  under 
test  (as  well  as  the  reliability  of  the  test  hardware)  diminishes 
rapidly.  The  parallel  test  addresses  the  need  for  monitored  testing  of 
high  pin  count  devices  while  reducing  the  number  of  connections  to  the 
outside  world  and  the  amount  of  support  hardware  required  to  perform  the 
monitoring.  In  short,  the  input  and  the  output  signal  lines  of  the 
devices  under  test  are  bussed  to  like  pins  on  the  other  devices  under 
test  forming  out  of  many  devices  effectively  a  single  device  with  the 
ability  to  detect  failure  via  changes  in  the  supply  currents.  Any  and 
every  part  is  functionally  verified  on  all  pins  by  all  other  devices 
under  test.  From  note  2  to  Table  6-1,  page  83,  it  can  be  concluded  that 
of  the  throe  possibilities  examined,  parallel  testing  is  the  only 
potentially  feasible  means  to  perform  monitored  testing  on  such  sample 
sizes . 


This  report  documents  a  first  step  to  transition  the  parallel  test 
from  concept  into  a  useable  test  method.  The  reader  will  find  many 
avenues  open  to  alternative  Implementations.  There  are  many  alternatives 
x^ith  excellent  prospects  for  addressing  difficulties  identified  in  this 
study.  Some  of  those  alternatives  are  presented  in  Section  6.  The 
reader  is  encouraged  to  pursue  those  ideas  and  others.  Work  at  RADC 
subsequent  to  this  contract  has  shown  operation  of  six  1802s  at  15V  with 
a  2MUz  clock  \/Ithout  latch  up.  Output  stuck  at  faults  as  well  as  input 
and  internal  logic  faults  have  been  simulated  and  detected.  Work  is 
progressing  on  alternate  current  detectors.  The  concept  is  also  being 
tried  with  TTL. 

There  are  many  applications  for  parallel  testing.  In  this  study  the 
demonstration  test  was  dynamic.  Parallel  testing  will  work  for  static 
also.  Be  it  static  or  dynamic,  for  go/no-go  testing  such  as  bum-in. 


identification  of  part  failure  may  be  sufficient.  Once  the  part  is 
identified  as  a  failure  no  additional  electrical  testing  need  be 
performed.  The  availability  of  current  monitoring  resistors  in  the 
supply  lines  of  each  device  and  the  ability  to  measure  the  voltage  across 
those  resistors  provides  the  opportunity  to  track  the  stability  of  each 
device  under  test  during  the  stress  test.  Information  on  population 
homogeneity  is  available  since  significant  differences  in  device  timing 
will  show  as  propagation  mismatches  in  response.  Hence,  parallel  testing 
can  provide  functional  and  parametric  (leakage  and  timing  differences) 
information  during  the  stress  test.  Work  at  RADC  has  also  shown  that 
parallel  testing  may  have  application  in  device  characterization,  device 
design  analysis,  majority  voting  and  fault  tolerant  circuits,  and 
in-clrcult  fault  detection. 

Finally,  a  quote  from  page  90  of  the  report.  "This  study  has  served 
to  illuminate  these  problems  and  to  suggest  possible  solutions  for  these 
so  that  future  studies  of  the  parallel  test  method  may  focus  attention 
where  most  needed." 


R.  ALAN  BLORE 

Reliability  Physics  Section 
Microelectronics  Reliability  Branch 
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1.0  INTRODUCTION 


The  objective  of  this  program  was  to  develop  and  formalize  a  parallel 
technique  for  Complementary  Metal  Oxide  Semiconductor  (CMOS)  Large  Scale  In 
(LSI)  devices  such  that  the  technique  is  usable  for  reliability  characteriz 
studies  and  capable  of  being  transferred  to  users.  This  program  was  initia 
because  the  parallel  testing  technique  offers  potential  for  reducing  the  co 
monitored  testing  of  microcircuits. 

Our  approach  consisted  of  four  stages.  In  Stage  I,  we  procured  and  tes 
CMOS  LSI  device  types:  a  4K  memory  and  an  8-bit  microprocessor.  In  Stage 
evaluated  and  made  necessary  refinements  to  a  baseline  concept  previously  i 
gated  by  R.  Alan  Blore  of  the  USAF  Rome  Air  Development  Center  (RADC).  Usi 
refined  concept,  we  conducted  demonstration  testing  in  Stage  III.  Finally, 
Stage  IV,  we  evaluated  the  results  of  the  demonstration  tests  and  proposed 
refinements. 

The  details  of  our  study  are  provided  in  this  report,  which  is  divided 
the  following  sections:  1)  Introduction,  2)  Background,  3)  Initial  Program 
Activities,  4)  Evaluation  and  Refinement  of  the  Basic  Concept,  5)  Demonstra 
Testing,  6)  Further  Evaluation  and  Refinement,  and  7)  Sumrary  and  Conclusio 


2.0  BACKGROUMD 


As  LSI  devices  become  more  complex,  it  becomes  too  costly  to  conduct  time- 
consuming  and  comprehensive  functional  tests  using  expensive  automated  test 
equipment.  Therefore,  a  more  cost  effective  method  for  functionally  testing 
complex  microcircuits  is  needed. 

RADC  reported  a  parallel  test  method  in  1980  that  utilized  CMOS  small-scale 
(4001  NOR  gate)  and  medium-scale  (1852  input/output  port)  integrated  circuits 
(References  1  and  2).  The  parallel  technique,  as  illustrated  in  Figure  2-1, 
connects  the  corresponding  inputs  and  outputs  of  "N"  devices  in  parallel.  Correct 
operation  of  all  "N"  devices  is  verified  by  monitoring  the  total  power  supply 
current  to  the  ''N''  devices  while  operating  all  devices  in  a  functional  manner. 

If  all  devices  are  operating  correctly,  all  outputs  will  be  at  the  same  voltage 
levels  and  total  supply  current  will  be  nominal.  If  a  single  device  output  is 
different  from  the  other  "N-l"  devices  in  parallel,  the  resulting  increase  in 
supply  current  will  be  noted  by  the  current  detector  shown  in  Figure  2-1.  To 
determine  which  specific  device  exhibited  an  incorrect  output  voltage  level  re¬ 
quires  measuring  the  current  in  individual  Iqd  and  1$$  lines.  Resistors  (Rod 
and  R55)  are  utilized  to  measure  the  Iqq  and  1$$  currents  in  individual  devices. 

Preliminary  experiments  performed  by  RADC  showed  that  the  parallel  technique 
worked  well  with  small  and  medium  complexity  devices  at  relatively  low  operating 
speeds  (100  Hz).  It  was  a  promising  technique  for  reducing  the  cost  of  comprehen¬ 
sive  functional  testing  of  CMOS  LSI  microcircuits.  Additional  details  of  the  RADC 
work  may  be  found  in  Appendix  A,  which  is  a  reproduction  of  Reference  1.  The 
objectives  of  the  study  described  herein  were  to  refine  the  parallel  test  method 
(PTM)  proposed  by  RADC  and  demonstrate  its  functionality,  practicality  and  useful¬ 
ness  for  testing  CMOS  LSI  microcircuits. 

The  approach  used  in  this  study  is  outlined  in  Figure  2-2.  Details  of  the 
four  stages  noted  in  Figure  2-2  are  presented  in  the  four  major  sections  that 
follow. 
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FIGURE  2-1.  BASELINE  PARALLEL  CONCEPT 


FIGURE  2-2.  PROGRAM  OVERVIEW 


3.0  STAGE  I:  INITIAL  PROGRAM  ACTIVITIES 


The  primary  objectives  during  Stage  I  were  to  select  and  obtain  the  program 
test  devices,  conduct  visual  examinations  and  hermeticity  tests,  update  test 
software,  and  perform  initial  electrical  tests. 

3.1  MICROCIRCUIT  SELECTION  AND  PROCUREMENT 


The  device  types  selected  for  this  program  were  the  Harris  HMl-6504-2,  4K 
CMOS  static  RAM,  and  the  RCA  CP01802D,  8-bit  CMOS  microprocessor.  (These  device 
types  will  be  referred  to  as  the  6504  and  1802  throughout  the  remainder  of  this 
report.)  The  6504s  and  1802s  were  originally  pi ocured  to  the  manufacturer's 
catalog  specifications.  The  6504s  are  sealed  in  an  18-pin  cerdip  package  and 
specified  over  the  full  military  temperature  range  {-55*C  to  125*0.  The  1802s 
are  sealed  in  a  40-pin  side  brazed  package  with  guaranteed  performance  character¬ 
istics  over  the  industrial  temperature  range  (-40*C  to  85*0. 

Some  of  the  devices  used  in  the  subsequent  experiments  and  demonstrations 
had  a  history  of  prior  environmental  stress  and  accelerated  temperature  aging. 
However,  the  prior  test  history  of  devices  in  no  way  adversely  affected  the 
results  obtained  during  this  program. 

Table  3-1  shows  the  number  of  devices  allocated  for  each  activity.  Note  that 
in  addition  to  the  devices  used  in  the  experiments/simulations  and  demonstration 
tests,  five  unstressed  devices  were  assigned  as  "controls"  to  verify  the  automated 
test  system  stability. 

• 

3.2  INITIAL  INSPECTIONS  AND  TESTS 


I 

External  visual  inspections  of  the  6504s  and  1802s  were  performed  to  check 
device  type,  package  style,  lead  finish,  and  markings.  We  then  examined  each 
device  at  lOX  magnification  for  damage  to  the  package,  package  seals,  and  leads, 
per  MIL-STD-883,  Method  2009.  All  devices  were  satisfactory. 

Following  the  visual  inspections,  we  subjected  all  6504s  and  1802s  to  her¬ 
meticity  testing  according  to  MIL-STD-083,  Method  1014,  Conditions  A1  and  C2. 


TABLE  3-1.  PROGRAM  ACTIVITY  DEVICE  ALLOCATION 


ACTIVITY 

OUANTITY/PART  TYPE 

6504 

1802 

CONTROL  GROUP 

5 

5 

EVALUATION/REFINEMENT 

30 

30 

OEMONSTRATION  TEST 

25 

25 

TOTAL 


60 


60 


For  the  6504s,  we  changed  the  failure  criteria  of  the  military  standard  to  accept 
a  high  fine-leak  rate  (>5  X  10~8  cc/sec)  as  well  as  an  apparent  "fizzing"  from 
the  package  seal  area  during  the  gross  leak  tests.  The  6504  device  manufacturer 
used  a  porous  glass  lead  seal  that  trapped  helium/ fluorocarbon  during  hermeticity 
testing,  and  subsequently  caused  a  "fizzing"  that  stopped  after  a  few  seconds 
(Reference  3).  All  6504s  passed  the  leak  tests  with  the  changed  failure  criteria. 

All  1802s  passed  the  fine  leak  test,  but  a  single  part  (S/N  35)  failed  the 
gross  leak  test.  The  S/N  35  part  later  passed  initial  electrical  tests  and  was 
used  for  demonstration  testing  to  increase  the  probability  of  having  a  failure 
during  the  demonstration  test. 

3.3  INITIAL  ELECTRICAL  TESTS 

Initial  electrical  tests  consisted  of  the  Group  A  inspections  of  the 
MIL-M-38510/239  (6504)  and  /470  (1802)  specifications  with  exceptions  as  listed 
in  Appendix  B.  Sixty  devices  of  each  part  type  were  subjected  to  initial  elec¬ 
trical  testing  at  25*C,  125*C,  and  -55*C.  All  6504s  passed  the  tests.  However, 
five  1802s  failed  various  parameters  (such  as  loo,  l0H>  IlH.  or  Vjc  at  25*C,  125‘C, 
or  -55*0  and  were  used  only  in  experiments  or  simulations. 


4.0  STAGE  II:  EVALUATION  AND  REFINEMENT  OF  THE  BASIC  CONCEPT 


A  review  of  the  parallel  test  technique  as  described  In  Reference  1  Indi¬ 
cated  that  the  rol lowing  questions  needed  to  be  addressed: 

1)  What  features  are  required  In  the  fault-current  detector? 

2)  How  should  failed  devices  be  Identified? 

3)  Are  latch-up,  noise,  or  damage  due  to  excessive  fault  currents 
problems  In  parallel  testing?  If  so,  how  can  these  problems 
be  minimized  or  eliminated? 

4)  What  Is  the  optimum  number  of  devices  that  can  be  tested  In  parallel? 

5)  How  do  clock  rate  and  temperature  affect  the  other  test  conditions? 
What  are  the  clock  rate  and  temperature  limitations  on  parallel 
testing? 

These  questions  and  resulting  refinements  to  the  basic  concept  discussed 
In  Section  2.0  are  addressed  In  the  next  section.  In  the  course  of  evaluating 
the  various  factors  In  parallel  testing,  exercise  patterns  were  established  and 
values  were  selected  for  clock  rate,  test  temperature,  support  hardware  such  as 
resistors  and  capacitors,  and  voltage  levels  for  the  demonstration  test.  The 
selected  test  conditions  are  summarized  in  Section  4.2. 

4.1  AREAS  IDENTIFIED  FOR  FURTHER  EVALUATION 


The  following  areas  were  Identified  for  evaluation:  current  detectors, 
failed  device  Identification,  latch-up,  noise,  potential  device  damage,  number 
of  parallel  devices  on  test,  failure  simulations,  current  and  voltage  limiting, 
background  current  as  a  function  of  clock  rate,  background  current  as  a  function 
of  temperature,  and  temperature  effects  on  source  and  sink  output  current.  These 
evaluations  were  not  completely  Independent  nor  were  they  conducted  in  the  order 
presented.  For  these  reasons,  test  conditions  are  listed  for  each  experiment 
conducted  In  the  evaluations. 

Before  proceeding  with  the  evaluations  or  discussing  refinements  to  the 
basic  concept.  It  will  be  helpful  to  establish  a  structure  for  subsequent 
discussions.  Such  a  structure  1s  provided  In  the  parallel  test  circuit  of  the 


previous  Figure  2-1.  The  basic  manner  in  which  parallel  testing  is  performed 
was  briefly  described  in  Section  2.  Additional  aspects  of  parallel  testing  now 
need  to  be  introduced,  including  the  input  driver  (Figure  2-1)  and  methods  of 
failed  device  identification. 

The  input  driver  provides  the  functional  test  patterns  at  the  selected  clock 
rate  and  signal  levels.  The  driver  can  also  be  instantaneously  halted  by  a  current 
detector  signal.  Thus,  the  current  detector  senses  a  fault  condition  and  signals 
the  driver  to  ''halt''  and  retain  the  input  conditions  which  resulted  in  the  fault. 
The  failed  device  will  source  or  sink  currents  different  from  good  devices  and 
may  therefore  be  isolated  by  measuring  the  drain  and  source  currents  on  every 
device. 


Measuring  the  individual  device  drain  and  source  currents  may  be  rapidly 
performed  by  measuring  the  voltage  across  current  sensing  resistors  (Rpo  and 
RSS  in  Figure  2-1)  using  an  automated  system.  Our  Dynamic  Life  Test  System 
(DLTS)  described  in  Appendix  C  is  capable  of  performing  this  function.  Tht  DLTS 
is  an  8080  microprocessor  based  system  designed  to  exercise  and  continuously 
monitor  microcircuits  undergoing  burn-in  or  life  testing.  In  addition,  the  DLTS 
is  capable  of  measuring  all  the  current  sensing  resistor  voltages  and  processing 
the  measured  voltages  with  a  software  routine  to  identify  the  failed  device. 

The  next  section  describes  the  current  detector  evaluations. 

4.1.1  Current  Detector  Evaluation 

The  purpose  of  the  current  detector  is  to  accurately  detect  faults  (abnormal 
current  levels)  and  generate  an  alarm  when  faults  occur.  Faults  must  be  detected 
rapidly  in  order  to  generate  the  "halt"  signal  sufficiently  tast  to  stop  the  driver 
while  the  inputs  are  still  in  the  state  that  resulted  in  the  fault.  The  current 
detector  is  required  to  perform  this  fault  detection  function  at  clock  rates  of 
interest,  to  have  sufficient  threshold  stability  and  noise  immunity  to  avoid 
excessive  false  alarms,  and  have  minimum  impact  on  the  circuits  being  measured. 
Minimal  current  sensing  resistor  values  are  desirable  to  avoid  large  Vqq  voltage 
transients  due  to  current  switching  transients.  Latch-up  may  occur  if  the  voltage 
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transient  lowers  the  Voq  voltage  below  the  input  voltage.  The  current  detector 
must  also  be  capable  of  triggering  if  the  current  either  exceeds  a  maximum  threshold 
or  falls  below  a  minimum  threshold.  In  addition,  the  thresholds  must  be  easily 
adjustable  to  allow  for  flexibility  in  the  selection  of  items  which  affect  the 
error-free  background  current,  such  as  clock  rate,  temperature,  and  device  type. 

Our  initial  current  detector  requirements  were  as  follows: 

Clock  Rate  100  Hz  to  1  MHz 

Stability  100  uA  over  200  hours 

Upper  Current  Threshold  Limit  62.5  mA 
Lower  Current  Threshold  Limit  100  uA 

This  section  discusses  the  evaluation  of  four  current  detectors,  including: 
the  baseline  detector  (Reference  1),  two  types  of  level/window  (comparator)  detec¬ 
tors,  and  an  operational  amplifier  detector.  Also,  a  Hall  effect  device  was  evalu¬ 
ated  as  a  means  of  eliminating  the  current  sensing  resistor  (Rps)  and  its  associated 
undesirable  effects. 

The  operational  amplifier  window  detector  was  selected  for  this  program  because 
it  came  the  closest  to  meeting  all  the  requirements.  Its  primary  disadvantage 
was  that  it  required  a  current  sensing  resistor  with  attendant  switching  transient 
noise  and  latch-up  potential.  Noise  and  latch-up  potential  can  be  minimized  by 
optimizing  the  choice  of  the  current  sensing  resistor  value.  Refinements  were 
added  to  the  operational  amplifier  detector  to  provide  finer  threshold  adjustments 
and  to  prevent  triggering  on  switching  transients. 

The  baseline  current  detector,  shown  in  figure  4-1,  was  designed  to  dis¬ 
criminate  between  microamperes  of  background  current  and  milliamperes  of  fault 
current.  This  detector  works  satisfactorily  for  devices  when  the  background  current 
is  in  the  microampere  range.  However,  at  higher  clock  rates  the  background  current 
is  large  enough  to  trigger  the  detector.  For  example,  the  background  current  for 
the  6504s  and  1802s  will  be  approximately  1  mA  per  device  at  200  KHz  (measurements 
discussed  in  Section  4.1.9),  which  is  multiplied  by  the  number  of  devices  in 


parallel  at  the  detector.  Further,  the  baseline  detector  could  not  detect  a 
reduction  in  background  current  and  hence  could  not  respond  to  an  open  Vqq  line. 
Therefore,  since  the  baseline  detector  had  a  nonad justable  threshold  and  could 
not  detect  a  decrease  in  current,  it  was  eliminated  from  further  consideration. 

The  level  detector,  shown  in  Figure  4-2,  provides  the  capability  for  adjus¬ 
table  threshold  levels  and  thus  allows  for  higher  background  current.  Also,  by 
using  two  level  detectors  as  a  window  detector  (Figure  4-3),  an  alarm  can  be 
generated  if  the  Vrp5  voltage  level  is  outside  the  preset  threshold  levels 
(Vj  and  V2).  The  problems  with  this  detector  were  that  the  thresholds  were 
not  sufficiently  stable  and  the  detector  was  highly  susceptible  to  false  trig¬ 
gering  from  noise.  The  two  level  detector  also  has  the  inherent  problem  associated 
with  a  current  sensing  resistor,  i.e.,  the  large  switching  transients  that  could 
cause  latch-up. 

The  operational  amplifier  window  detector  shown  in  Figure  4-4  was  more  stable 
and  had  a  higher  noise  immunity  than  the  two  comparator  detector  (Figure  4-3). 

The  operational  amplifier  window  detector  provides  for  setting  the  high  comparator 
(Hicomp)  threshold  level  and  then  setting  the  window  width  to  obtain  the  low  com¬ 
parator  threshold  level.  The  detector  operates  as  follows:  The  variable  resistor 
voltage  of  the  Hicomp  is  adjusted  so  that  the  output  of  Ul  (Operational  Amplifier  1) 
changes  polarity  when  the  algebraic  difference  between  the  Vpps  voltage  and  the 
Hicomp  voltage  changes  sign.  Positive  or  negative  feedback  occurs  through  diode 
D]  or  02  to  maintain  the  negative  input  terminal  of  Ul  at  or  near  ground  potential. 

The  second  operational  amplifier  determines  whether  the  output  of  the  first  opera¬ 
tional  amplifier  has  changed  polarity  and  whether  it  exceeds  the  window-width  setting. 
When  the  input  is  more  positive  than  the  Hicomp  voltage  level,  a  negative  output  of 
Ul  controls  U2  (Operational  Amplifier  2)  through  steering  diode  D2  to  cause  the 
output  of  U2  to  be  negative.  When  the  polarity  change  occurs,  U2  switches  its  output 
level  from  negative  to  positive.  U2  remains  positive  until  the  output  of  Ul ,  through 
the  steering  diode  0],  exceeds  the  window-width  setting.  U2  then  reverts  to  its 
negative  value.  The  operational  amplifier  detector  met  all  of  our  requirements  and 
had  a  higher  noise  immunity  than  the  simple  comparator  detector.  However,  this 
detector  also  requires  a  current  sensing  resistor  with  its  accompanying  undesirable 
potential  for  noise-induced  latch-up. 
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FIGURE  4-4.  OPERATIOUAL  AfIPLIFIER  WINDOW  DETECTOR 


We  also  evaluated  a  Hall  effect  sensor  to  eliminate  the  current  sensing 
resistor  and  its  associated  undesirable  effects.  Our  survey  of  Hall  effect 
sensor  manufacturers  disclosed  that  only  F.  W.  Bell  produced  a  device  whose 
current  range  met  our  requirement  (100  uA  to  62.5  mA).  The  IL-150  lA  devic( 
detects  dc  or  ac  currents  in  the  100  mA  range.  All  other  manufacturers  maki 
sensors  for  high  current  (10  A  -  1000  A)  applications.  However,  the  F.  W.  I 
sensor  was  too  slow,  and  could  successfully  operate  only  at  clock  rates  beli 
500  Hz.  As  shown  in  Figure  4-5,  settling  times  of  400  us  and  600  us  were  n 
for  the  Hall  effect  sensor  to  reach  its  final  value  following  respective  sti 
changes  of  1  mA  and  100  mA  in  the  sensed  current.  The  upper  frequency  limi 
500  Hz  was  derived  from  the  measured  response  time.  Consequently,  despite 
desirable  features,  the  Hall  effect  device  was  eliminated  from  further  cons 
ation  because  of  its  inadequate  frequency  response. 

As  previously  stated,  the  operational  amplifier  window  detector  shown 
Figure  4-4  was  selected  as  the  best  compromise  of  all  the  current  detectors 
evaluated  because  it  has  most  of  the  desired  features.  Subsequently,  three 
refinements  were  made  to  this  window  detector  to  improve  testing  effectivem 
and  to  aid  in  troubleshooting.  The  refinements,  as  depicted  in  the  6504  an' 
current  detectors  shown  in  Figures  4-6  and  4-7,  included  the  capability  to: 
1)  mask  the  current  detector  output,  2)  manually  halt  the  driver,  and  3)  fi 
tune  the  comparator  voltage  levels.  The  first  two  refinements  are  closely 
related  to  features  of  our  Dynamic  Life  Test  System;  however,  the  three  cap^ 
bilities  should  be  generally  applicable  in  any  parallel  test  implementation 

The  capability  to  mask  the  current  detector  output  was  added  so  that  t 
drivers  would  not  be  halted  under  three  conditions.  First,  to  prevent  dete 
triggering  on  transition  noise  spikes  from  halting  the  driver,  an  ERROR  PUL 
signal  was  provided  to  mask  the  detector  output  during  input  transitions. 
Second,  to  allow  completion  of  a  functional  pattern,  the  HALT  DISABLE  signa 
provided  to  mask  the  detector  output  from  the  time  the  driver  is  halted  unt 
the  next  cycle.  Finally,  the  DLTS  MASK  WINDOW  DETECTOR  signal  was  provided 
that  the  driver  would  not  operate  in  an  essentially  static  state  which  woul 
exist  if  one  OUT  continuously  failed  (See  Appendix  C  for  details).  An  esse 
tially  static  state  can  occur  because  the  time  to  run  a  functional  test  pal 
is  much  shorter  than  the  time  for  the  Dynamic  Life  Test  System  to  isolate  1 
failed  device. 
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FIGURE  4-5.  HALL  DEVICE  RESPONSE  TIME 
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FIGURE  4-6.  6504  ENHANCED  CURRENT  DETECTOR  CIRCUITRY 
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FIGURE  4-7.  1802  ENHANCED  CURRENT 
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The  ability  to  manually  halt  the  driver  was  also  added  to  the  basic  window 
detector  to  establish  the  no-fault  voltage  levels  for  use  in  the  fault  isolation 
software.  The  fault  isolation  software  uses  the  no-fault  voltage  levels  to 
quickly  determine  that  a  "false  halt"  has  occurred  without  searching  for  a 
failed  DUT.  The  capability  of  the  system  to  determine  that  a  false  halt  has 
occurred  without  performing  a  search  for  the  failed  DUT  reduces  the  fraction  of 
test  time  that  devices  are  in  a  static  or  halted  condition  due  to  noise-induced 
false  halts. 

Fine  tuning  for  the  comparator  voltage  levels  was  needed  to  allow  adjust¬ 
ment  of  the  current  threshold  to  within  _+10  uA.  This  capability  was  provided  by 
altering  the  configuration  of  the  window  current  detector.  A  50K  ohm  variable 
resistor  was  placed  in  parallel  with  each  lOK  ohm  variable  resistor.  Then  the 
'^Hicomp  ■'■15V  supply  point  was  set  to  ground  to  increase  the  resolution  of 
'^Hicomp*  Also,  the  Vv/indOW  ■'■15V  supply  was  reduced  to  5V  to  increase  the 
'^WINDOW  voltage  resolution.  In  addition,  a  switch  was  added  between  the 
current  detector  outputs  and  the  HALT  signal  to  aid  in  setting  the  comparator 
voltage  levels.  The  switch  prevents  halting  by  other  detectors  and  helps 
isolate  hardware  problems  by  isolating  the  detector  output. 

4.1.2  Failed  Device  Identification 

The  parallel  testing  technique  must  include  a  way  to  isolate  failed  devices 
economically  when  failures  occur.  Two  techniques  were  evaluated  for  this  purpose. 
The  first  technique  (Figure  4-8)  utilizes  two  current  detectors  per  device,  one 
to  detect  an  abnormal  drain  current  (Igo)  and  one  to  detect  an  abnormal  source 
current  (Issi*  Tl’®  second  technique  (Figure  4-9)  is  fundamentally  the  same  as 
the  baseline  concept  described  in  Section  2.  It  utilizes  one  current  detector 
for  several  devices  in  parallel  (a  matrix).  A  "smart"  system  (such  as  our 
Dynamic  Life  Test  System)  is  then  used  to  isolate  the  failed  device  by  making 
individual  device  current  measurements. 

The  second  technique  ( single-detector-per-ma trix )  was  selected  for  this  study 
primarily  because  of  hardware  simplicity  compared  to  the  other  technique  (two- 
detector-per-device)  and  because  it  could  isolate  a  larger  number  of  faults  and 
fault  combinations. 


NOTE:  CORRESPONDING  iNPC'S  AND 
OUTPUTS  ARE  PARALl.E^ED 


FIGURE  4-8.  TWO-DETECTORS-PER-DUT  PARALLEL  TEST  CONCEPT 


The  two-detectors-per-DUT  technique  operates  as  follows.  If  all  devices  are 
operating  normally  and  corresponding  outputs  agree,  then  the  Iqo  and  1$$  currents 
fall  within  a  normal  range  which  depends  on  clock  rate,  ambient  temperature  and 
supply  voltage.  If  one  device  fails  such  that  one  of  its  outputs  is  different 
from  the  corresponding  outputs  of  the  other  parallel  devices,  it  will  sink  or 
source  an  abnormal  current.  The  Iqo  or  1$$  current  detector  for  the  failed 
device  instantaneously  detects  the  abnormal  current  and  provides  an  output  signal 
to  note  this  fact. 

Further  details  of  the  operation  of  the  two-detectors-per-DUT  method  are 
illustrated  in  Table  4-1.  The  voltage  at  Vqq  and  Vgg  for  five  parallel 
devices  with  various  output  stuck  conditions  are  listed  in  Table  4-1.  (Note  that 
the  V[)Q  operating  voltage  with  no  monitor  error  was  set  at  11.0  Vdc.)  The 
detector  at  Vqo  has  its  upper  threshold  set  to  10.0  volts,  and  under  conditions 
of  a  single  stuck-a t-zero  (S-A-0),  two  S-A-Os,  or  one  S-A-0  and  one  stuck-at-one 
(S-A-1),  all  five  DUTs  trip  the  10  volt  threshold  setting.  The  additional  infor¬ 
mation  from  the  I55  detectors  is  required  to  isolate  the  failed  device. 

The  primary  advantage  of  the  two-detectors-per-DUT  technique  is  its  ability 
to  isolate  a  failed  DUT  instantaneously,  while  its  primary  disadvantages  are 
hardware  complexity,  high  cost,  and  inability  to  isolate  all  failures.  Because 
two  detectors  per  DUT  are  required,  a  50-device  test  capacity  would  require  100 
detectors  (at  an  estimated  hardware  cost  of  $60.00  per  detector).  The  inability 
of  this  technique  to  isolate  all  combinations  of  functional  failures  can  be 
concluded  from  the  experimental  data  of  Table  4-1  discussed  earlier.  Note  the 
example  in  Table  4-1  where  two  devices  fail  in  opposite  states.  The  S-A-1 
device  does  not  have  Vqq  and  V55  levels  sufficiently  different  from  the 
corresponding  levels  for  nonfailed  devices  to  be  detected  by  exceeding  upper  or 
lower  current  thresholds.  The  additional  logic  required  for  the  two-detector-per- 
DUT  method  to  isolate  failed  devices  is  a  major  disadvantage. 

The  one-detector-per-ma trix  concept  (Figure  4-9)  operates  as  follows.  A 
halt  signal  from  the  detector  instantaneously  halts  the  driver  due  to  an  abnormal 
current  at  Vppg  (the  DUTS  are  stopped  in  the  state  that  the  fault  occurred). 

Next,  the  DLTS  measures  the  '/qq  and  Vgs  voltages  of  each  DUT  and  processes 


TABLE  4-1.  1802  Vdo  AND  Vss  VOLTAGE  LEVELS  DURING 

S-A-0  AND  S-A-1  CONDITIONS  AT  IZS’C 


— 

DUT  IN  THE  MATRIX 

CONDITIONS 

VOLTAGES 

1 

2 

3 

5 

VoD  (V) 

9.13 

8.95 

8.94 

8.94 

1  S-A-0 

Vss  (l"V) 

273 

38 

44 

39 

40 

1  S-A-I 

Voo  (V) 

9.75 

10.96 

10.96 

10.96 

10.96 

Vss  (mV) 

28 

38 

32 

32 

39 

8.27 

8.39 

8.37 

8.42 

8.53 

53 

64 

68 

65 

207 

Voo  (V) 

8.44 

8.24 

8.22 

8.47 

8.21 

2  S-A-Os 

Vss  (mV) 

176 

45 

54 

157 

49 

NOTES: 

Vjj  tS  aNOERLINEO  TO  INDICATE  THE  S-A-0  OUT. 

Vjjjj  IS  underlined  to  Indicate  the  s-a-i  dut. 
test  conditions  apply  to  figure  A-2D 
the  VjqC'JRRENT  detector  locomp 

voltage  level  •  10. V  (the  detector  triggers  if  <  lO.OV). 

THE  Vjj  current  detector  hicomp 

voltage  level  •  too  mV  (THE  DETECTOR  TRIGGERS  IF  v^j  >  100  mv). 
Vpp  (NO  ERROR  operating  VOLTAGE)  •  tl.OV. 

Rpj  >  51  OHMS,  Rpp  •  IK  OHMS,  AND  R^^  =  100  OHMS. 

C,5  -  .033  A  AND  C^j  >  .01  -F. 

'IH  = 


23 


the  data  through  a  software  routine  to  identify  the  failed  device.  The  ability 
to  analyze  the  measured  and  Vjs  levels  by  an  automated  system  allows  all 
single  and  most  multiple  faults  to  be  isolated.  Failures  are  also  distinguishable 
as  a  S-A-0  or  a  S-A-1  by  this  method.  Although  the  two-detector-per-DUT  method 
has  the  advantage  of  speed,  the  one-detector-per-matrix  method  has  the  advantages 
of  less  hardware  complexity,  reduced  cost,  and  more  comprehensive  failed  device 
isolation  capability.  Therefore,  the  one-detector~per-matrix  method  was  selected 
as  the  best  compromise  between  effectiveness  and  hardware  cost. 

4.1.3  Latch-Up 


CMOS  devices  are  known  to  have  a  tendency  toward  latch-up  (Reference  4).  A 
device  in  this  condition  could  be  destroyed  by  excessive  currents  or  cause  other 
testing  problems.  It  was  therefore  considered  necessary  to  characterize  the  6504 
and  1802  devices  for  latch-up  to  avoid  the  conditions  that  cause  it.  Two  static 
experiments  were  performed  for  the  6504s  and  a  static  and  a  dynamic  experiment 
was  performed  for  the  1802s.  One  6504  experiment  determined  as  a  function  of  tem¬ 
perature  the  amount  Vqq  could  fall  below  the  input  high  level  (Vjh)  without  latch- 
up.  The  other  6504  experiment  determined  as  a  function  of  temperature  the  amount 
the  input  low  level  (Vjl)  could  be  below  V5S  without  latch-up.  The  static  1802 
experiment  was  similar  to  the  6504  test  to  determine  allowable  Vqd  levels  with 
respect  to  No  1802  latch-up  occurred  in  the  static  test,  so  a  dynamic  test 

was  performed.  Again,  no  latch-up  occurred.  However,  after  test  conditions  were 
established  for  the  demonstration  test,  1802  latch-up  did  occur.  Additional  1802 
experiments  were  then  performed  to  eliminate  the  latch-up.  Latch-up  prevention 
for  the  6504  was  straightforward  and  made  use  of  the  experimental  results  presented 
below.  Latch-up  prevention  for  the  1802s  was  also  easily  accomplished  but  required 
undesirable  changes  in  the  demonstration  test  conditions. 

6504  Latch-Up  Experiments  -  The  first  6504  experiment  was  designed  to  measure 
as  a  function  of  temperature  the  amount  Vqq  could  fall  below  Vjh  without  latch-up. 

To  obtain  this  data,  all  inputs  of  a  single  device  were  held  at  4.0  Vdc  and  vdd 
was  slowly  lowered  as  shown  in  Figure  4-lOA  until  the  onset  of  latch-up  was  observed 
as  a  sudden  decrease  of  Vqq  to  approximately  2.0  Vdc.  The  results  are  shown  in 
Figure  4-lOB.  It  is  noted  in  Figure  4-lOB  that  the  amount  Vqq  may  drop  below 
without  latch-up  is  about  0.6  volts  at  125'’C  and  decreases  to  less  than  0.4  volts 
at  200“C. 
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B)  LATCH-UP  RESULTS 


FIGURE  4-10.  6504  LATCH-UP  AS  A  FUNCTION  OF  AND  AMBIENT  TEMPERATURE 


Another  experiment  was  performed  on  the  6504  to  determine  as  a  function 
of  temperature  the  amount  V53  could  be  above  Vjl  without  latch-up  occurring.  For 
this  experiment,  all  inputs  of  a  single  device  were  held  at  0.0  Vdc  (Figure  4-11), 
and  Vps  was  adjusted  to  yield  a  Vqo  value  of  5.5  Vdc  with  Vjs  equal  to  0.0  Vdc. 

Vss  was  then  raised  in  100  mV  increments  from  0.0  Vdc  to  1.0  Vdc,  and  Vqq  was 
measured  at  each  value  of  V55.  The  results  are  shown  in  Table  4-2.  Note  that 
Voo  drops  when  Vss  exceeds  the  input  voltage  even  though  latch-up  has  not 
occurred.  (The  fact  that  latch-up  did  not  occur  was  indicated  by  Vqq  returning 
to  5.5  Vdc  when  Vss  was  decreased  to  zero,  without  removal  of  Vps.)  Under 
normal  operation,  the  input  signals  would  consist  of  levels  between  zero  and 
4.0V.  If  the  background  level  of  Vss  were  higher  than  Vjl,  the  background 
level  of  Vqd  could  drop  below  Vjh  and  result  in  latch-up.  These  conditions 
could  occur  for  multiple-input  devices  where  inputs  may  be  at  combinations  of  low 
and  high  levels.  The  results  of  Table  4-2  were  combined  with  the  results  of 
Figure  4-lOB  to  obtain  the  maximum  value  Vss  can  exceed  the  input  low  voltage 
level  without  latch-up.  This  computed  value  of  (V55  ■  Vjl)  for  no  latch-up  is 
provided  in  Figure  4-12.  Note  in  Figure  4-12  that  the  amount  Vss  can  exceed  Vjl 
decreases  from  about  0.6  volts  at  125*C  to  about  0.4  volts  at  200*C. 

The  latter  result  concerning  allowable  V55  levels  with  respect  to  Vjl 
was  not  needed  for  establishing  demonstration  test  conditions,  because  it  was 
later  determined  that  6504  S-A-0  faults  could  be  isolated  by  using  only  the 
Vqo  levels.  Therefore,  a  current  sensing  resistor  (Rss)  was  unnecessary. 

However,  the  results  of  the  former  experiment  indicated  that  latch-up  on  the 
6504  could  be  prevented  by  insuring  that  the  input  voltages  never  exceeded  V[)q 
by  0.5V  or  more. 

Several  drive  networks  (Figure  4-13)  were  evaluated  for  the  6504  to  insure 
that  the  OUT  input  voltages  not  exceed  Vqq  to  avoid  latch-up.  Our  final 
selection  (Figure  4-13C)  for  the  drive  net»/ork  minimizes  false  triggering  of  the 
current  detector,  and  maintains  driver  operation  if  a  OUT  input  shorts  to 
ground.  In  addition,  there  are  no  space  constraints  of  adding  components  to  the 
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FIGURE  4-12.  6504  LATCH-UP  AS  A  FUNCTION  OF  AND  AMBIENT  TEMPERATURE 


Initially,  in  evaluating  the  input  networks  to  prevent  6504  latch-up,  the 
main  concern  was  to  guarantee  that  at  least  3.5  Vdc  was  available  at  the  OUT 
inputs.  However,  preliminary  experiments  showed  that  the  Figure  4-13A  circuit 
was  not  acceptable  because  noise  at  the  current  detector  (VRP5)  consistently 
caused  the  detector  to  falsely  trigger.  Although  the  manufacturer  guarantees 
proper  operation  with  the  input  voltage  at  3.5  Vdc,  we  conservatively  estimated 
that  4.0  Vdc  was  required  for  the  parallel  test  application.  As  a  result  we 
evaluated  the  Figure  4-13B  input  network  circuit.  This  circuit  provides  satis¬ 
factory  results  but  requires  additional  space  because  it  requires  open  collector 
driver  outputs  as  well  as  the  load  resistors.  Therefore,  because  the  input  net¬ 
work  of  Figure  4-13C  provided  satisfactory  operation  and  did  not  pose  a  board  space 
problem,  it  was  selected  for  the  demonstration  test. 

1802  Latch-Up  Experiment  -  Latch-up  on  1802s  was  investigated  by  performing 
an  experiment  similar  to  the  first  6504  experiment  to  determine  the  amount  Vqq 
could  be  below  Vj^  without  latch-up.  The  static  experiment  was  performed  using 
the  test  setup  of  Figure  4-14  by  providing  a  fixed  buffered  input  voltage  Vjh  at 
10.0  Vdc  and  slowly  reducing  the  supply  voltage  below  Vj^.  No  latch-up  occurred 
at  any  temperature,  and  the  largest  difference  between  Vjh  and  Vqd  was  approxi¬ 
mately  0.7V.  This  is  a  result  of  current  flow  from  inputs  to  Vq[)  through  forward 
biased  diodes  of  the  input  protection  network. 

A  dynamic  test  was  then  performed  with  the  same  result — no  latch-up.  The 
dynamic  experiment  was  performed  with  the  following  test  conditions;  the  high 
input  voltage  (Vjh)  level  was  set  to  10. OV  with  the  ambient  temperature  at  200*C 
and  the  1802  clock  (Pin  1)  of  1  MHz.  Vqq  was  then  slowly  lowered.  Latch-up  was 
to  be  noted  as  a  sudden  voltage  drop  in  the  supply  line  to  about  3V,  but  no  latch- 
up  occurred. 

As  noted  earlier,  1802  latch-up  did  occur  after  the  initial  demonstration  test 
conditions  were  established.  The  initial  demonstration  test  conditions  which 
resulted  in  1802  latch-up  were  the  combination  of  high  ambient  temperature  (200"C), 
long  clock  cycle  time  (SOus),  certain  input  sequences  (idle  instruction),  both 
V[)0  and  VjH  set  to  the  same  level  (11.0  volts),  and  a  large  value  for  the  Rpo 
resistor  (1000  ohms).  Under  these  test  conditions,  a  large  voltage  ripple  appeared 
on  Vqq  and  the  magnitude  of  the  ripple  was  significantly  larger  during  the  idle 


instruction.  Experiments  were  performed  to  eliminate  the  latch-up  by  lowering 
the  ambient  temperature,  reducing  to  a  level  below  Vqd,  reducing  the  value 
of  Rod,  and  eliminating  the  input  sequence  which  caused  the  largest  switching 
currents  (idle  instructions).  Values  of  these  parameters  which  assured  no  latch- 
up  were:  125*C  ambient  temperature,  Vjh  set  to  10.0  volts,  Voo  set  to  11.0  volts, 
an  Rod  value  of  100  ohms,  and  elimination  of  the  idle  instruction.  These  changes 
worked  for  error-free  operation,  and  provided  the  ability  to  detect  one  S-A-0  and 
one  S-A-1 . 

4.1.4  Noi  se 

Noise  is  an  important  issue  in  the  parallel  test  technique  because  it  can 
cause  faulty  operation  or  be  the  source  of  momentary  signal  levels  that  provide 
the  conditions  for  latch-up.  Four  sources  of  noise  were  investigated:  1)  output 
propagation  delay  mismatch,  2)  Vjh  signal  level  compared  to  Voo,  3)  voltage 
spikes  on  R55  due  to  switching  currents,  and  4)  noise  as  a  function  of  clock 
rate.  It  was  concluded  from  this  investigation  that:  1)  noise  due  to  propaga¬ 
tion  delay  mismatches  was  not  a  problem  for  the  6504  and  was  easily  controlled 
for  the  1802,  2)  the  best  Vih  level  compared  to  Vqd  was  found  to  be  a  com¬ 
promise  between  high  values  for  low  noise  and  low  values  for  latch-up  prevention, 

3)  voltage  spikes  on  Rss  were  large  but  easily  controlled,  and  4)  noise  was 
found  to  be  constant  as  a  function  of  clock  rate.  Details  of  the  experiments 
performed  that  led  to  these  conclusions  are  presented  in  the  following  paragraphs. 

Propagation  mismatch  noise  on  the  6504  was  anticipated  to  occur  during  output 
high-to-low  transitions  that  commence  100  ns  after  chip  enable  goes  low  and  that 
last  approximately  80  ns.  Variability  in  these  transitions  from  device  to  device 
would  be  expected  to  cause  some  DUTs  to  sink  or  source  a  large  current  momentarily, 
conditions  which  would  appear  as  a  noise  voltage  at  Vqd.  To  evaluate  this  hypo¬ 
thesis,  the  following  experiment  was  performed  at  25*C.  A  single  device  (DUTl, 
Figure  4-15)  was  operated  from  a  separate  power  supply  to  eliminate  background 
noise  normally  present  at  V^pg.  The  bypass  capacitor  across  the  Rod  resistor 
connected  to  this  single  device  was  also  removed  to  permit  observation  of  the 
noise  at  the  Vqo  pin.  The  noise  level  present  at  the  Vooi  pin  (Node  A, 

Figure  4-15)  of  this  single  device  was  noted  when  operated  with  no  other  devices 
in  parallel.  Then  the  noise  level  was  noted  when  22  additional  devices  were 


operated  in  parallel  as  shown  in  Figure  4-15.  A  comparison  of  the  two  oscillo¬ 
scope  photos  shown  in  Figure  4-16  indicates  that  the  increase  in  noise  from 
one  OUT  to  23  DUTs  in  parallel  is  negligible.  Thus,  it  is  concluded  that  propa¬ 
gation  delay  mismatches  should  not  be  a  major  source  of  noise  for  the  6504  in 
parallel  testing. 

A  similar  experiment  with  1802s  using  the  same  circuit  (Figure  4-15)  showed 
a  small  increase  in  noise  due  to  propagation  delay  mismatches.  The  upper  oscil¬ 
loscope  photo  of  Figure  4-17  indicates  approximately  700  mV  of  switching  noise 
at  Vqq  (Node  A,  Figure  4-15)  for  one  1802.  The  lower  oscilloscope  photo  shows 
the  slight  increase  in  noise  (about  100  mV)  at  Voq  when  three  other  1302s  are 
added  in  parallel.  If  the  increase  in  noise  from  this  source  is  linear,  it  could 
be  800  mV  for  25  DUTs  in  parallel.  Although  an  800  mV  noise  level  is  a  concern 
for  latch-up  or  proper  device  operation,  additional  capacitance  across  V^d  will 
easily  reduce  the  noise  to  acceptable  levels. 

Subsequent  to  these  findings,  the  circuit  element  (Rqq,  Rss»  values 

shown  in  Figure  4-15  were  modified  for  other  purposes,  and  experiments  with  up 
to  25  1802s  in  parallel  did  not  indicate  a  need  for  capacitance  across*R[)[). 

The  second  noise  source  investigated  occurs  when  the  input  high  level  (Vjh) 
is  significantly  lower  than  the  Vqq  level.  The  magnitude  of  this  noise  source 
is  important  because  the  selected  Vjh  levels  will  be  a  compromise  between  high 
values  for  low  noise  and  low  values  to  reduce  the  probability  of  latchup. 

An  experiment  with  five  paralleled  6504s  with  Vdd  =  5.5  Vdc  and  ambient  tem¬ 
perature  at  25"C  indicated  Ido  noise  levels  of  260  uA  peak-peak  for  Vjh  =  4.0V, 
and  425  uA  peak-peak  for  =  3.0  V.  This  noise  resulted  in  false  triggering 
of  the  current  detector  at  the  lower  value  of  Vjh.  Other  experiments  with  five 
paralleled  1802s  resulted*in  proper  detector  operation  for  Vjp|  10. OV  with  Vqq 

set  to  11.0  Vdc.  A  satisfactory  compromise  between  noise-induced  false  current 
detector  triggering  and  latch-up  was  achieved  by  setting  the  6504  Vj^  level  to 
4.0V  with  Vqd  at  5.5  Vdc  and  setting  the  1802  Vjh  level  to  10. OV  with  Vqo  aT 
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b)  twenty-three  6504s  iN  PARALLEL 


FIGURE  4-16.  6504  NOISE  ON  V„„  DUE  TO  INCREASED  NUMBER  OF  DEVICES  AT  125^C 
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b)  FOUR  1802s  parallel 


FIGURE  4-17.  1802  NOISE  ON  DUE  TO  PROPAGATION  DELAY  MISMATCHES  AT  25’‘C 


The  third  source  of  noise  investigated  is  caused  by  large  switching  current 
transients  and  was  observed  using  a  10  ohm  current  sensing  resistor  (Rss)  in 
the  Vss  line  as  shown  in  Figure  4-18.  With  five  6504s  in  parallel  as  shown  in 
Figure  4-18,  one  volt  peak-peak  voltage  spikes  were  noted  across  Rss  (Figure  4-19A) 
Two  approaches  were  tested  to  elininate  this  noise.  First,  a  diode  was  placed 
across  Rssi  and  it  had  a  negligible  effect  on  the  noise  (Figure  4-19B).  The 
diode  was  then  removed  and  a  0.01  uF  capacitor  was  placed  across  Rssi.  which 
eliminated  the  noise  (Figure  4-19C). 

The  noise  level  as  a  function  of  frequency  was  determined  by  using  the 
circuit  of  Figure  4-20.  For  twenty-three  6504s  in  parallel,  the  noise  level 
did  not  vary  with  frequency,  and  was  about  1.5  volt  peak-peak  measured  at  V^ps  at 
500  Hz,  20  kHz,  and  200  kHz.  Circuit  values  for  the  6504  experiment  were: 

'^DD  =  5.5  Vdc,  Rps  =  100  ohms,  Rqd  =  100  ohms,  Rss  =  ^0  ohms,  Cps  =  .03  uF, 

Cqd  =  .0033  uF,  and  Css  "  -01  uF,  except  that  the  CddI  for  the  first  OUT 
was  zero.  For  twenty-one  1802s  operated  in  parallel,  the  noise  level  was  also 
invariant  with  frequency  and  was  1.5  volt  peak-peak  measured  at  Vpps  at  frequen¬ 
cies  up  to  200  KHz.  Circuit  values  for  the  1802  experiment  were  the  same  as  for 
the  6504  experiment,  except  that  Vqd  =  11.0  Vdc  and  Rod  =  1000  ohms.  Therefore, 
it  was  concluded  that  noise  level  is  not  a  frequency-limiting  factor  for  parallel 
testi  ng . 

4.1.5  Evaluation  of  Potential  Device  Damage 


Damage  to  a  test  device  is  possible  if  it  is  stuck  at  zero  (S-A-0)  or 
stuck-at-one  (S-A-1)  because  it  will  source  or  sink  large  currents  to  or  from 
the  other  device  outputs  paralleled  with  it.  The  magnitude  of  the  stuck  fault 
current  increases  with  matrix  size  (number  of  paralleled  devices).  Therefore, 
experiments  were  performed  to  determine  the  extent  of  device  damage  due  to  stuck 
faults  as  a  function  of  matrix  size.  These  experiments  consisted  of  two  phases. 
The  first  phase  determined  worst  case  conditions  of  output  power  dissipation 
(voltage  and  current  levels)  for  di ffe rent  matrix  sizes  under  static  S-A-0  and 
S-A-1  output  states.  The  second  phase  consisted  of  operating  6504s  and  1802s 
at  elevated  temperatures  and  applying  the  fault  currents  measured  during  the 
first  phase.  The  results  indicated  that  6504  damage  was  unlikely  but  that  1802s 
would  be  damaged  if  S-A-0  and  left  on  test  for  times  on  the  order  of  60  to  300 
hours . 
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NOTE:  CORRESPONDING  INPUTS  AND 
OUTPUTS  ARE  PARALLELED 
R PS  =  10052.  Rod=  10052.  Rss=  10  52 
Cps  =.03uF.  Cod=.0033uF.  and  Css=.OIuF 


FIGURE  4-20.  NOISE  MEASUREMENT  CIRCUIT. 


The  measured  output  currents  and  the  computed  output  power  dissipations  due 
to  a  S-A-0  and  a  S-A-1  for  the  first  phase  6504  and  1302  experiments  are  shown  in 
Tables  4-3  and  4-4.  It  is  noted  that  the  output  current  of  stuck  devices  exceeds 
the  manufacturer's  specifications  for  output  low  and  output  high  currents,  2  mA 
and  -1  mA  respectively  for  6504s,  and  1.7  mA  and  -0.54  mA  respectively  for  1S02s. 

The  subsequent  phase  two  damage  experiments  were  performed  at  175°C  for  the  6504s 
and  at  both  150*0  and  200°C  for  the  1802s.  Two  to  three  devices  were  tested  at 
each  S-A-0  and  S-A-1  condition.  Test  results  (Table  4-5)  indicate  no  damage  or 
degradation  to  the  6504s  after  280  hours  of  operation  with  the  worst  case  (25  device 
matrix  )  S-A-0  and  S-A-1  conditions.  The  "no  damage  or  degradation"  conclusion 
was  based  on  before  and  after  electrical  measurements  and  high  magnification 
optical  examinations  of  the  die.  Test  results  for  1302s  operated  at  200°C  indi¬ 
cated  no  damage  or  degradation  for  the  S-A-1  condition  but  damage  in  every  case 
for  the  S-A-0  conditions.  Typical  damage  to  1302s  in  the  stressed  areas  is  shown 
in  the  Figure  4-21  die  photographs.  Table  4-5  also  includes  1802  results  for  two 
added  experiments,  one  for  a  simulated  matrix  size  of  three  at  200°C  and  one  for 
a  simulated  matrix  size  of  25  at  150°C.  The  latter  two  experiments  were  added  to 
determine  if  a  smaller  matrix  size  or  lower  operating  temperature  would  eliminate 
the  occurrence  of  damage.  As  noted  in  Table  4-5,  damage  occurred  at  these  condi¬ 
tions  also. 

In  conclusion,  no  damage  or  degradation  due  to  S-A-0  or  S-A-1  faults  was 
observed  in  6504s,  but  was  observed  in  1802s.  The  severity  of  the  damage  to  iS02s 
at  200°C  was  more  pronounced  in  devices  that  were  stressed  with  higher  S-A-0  cur¬ 
rents,  i.e.,  simulating  matrices  of  thirteen  and  twenty-five  devices.  The  devices 
that  were  operated  at  150“C  showed  similar  open  and  degraded  outputs  as  the  lS02s 
operated  at  200°C,  but  required  a  longer  time  before  the  failures  were  observed. 

The  experiment  showed  that  the  S-A-1  condition  is  not  likely  to  damage  a  test  device, 
but  that  the  S-A-0  condition  is  highly  likely  to  damage  a  device,  even  with  a  matrix 
size  as  small  as  three  devices  in  parallel,  if  the  test  time  is  sufficiently  long. 

4.1.6  Matrix  Size 

The  number  of  paralleled  DUTs  (matrix  size)  to  be  used  ^'or  the  demonstration 
test  was  selected  after  evaluating  the  following  characteristics:  1)  potential 
for  latch-up,  2)  potential  for  damage  to  failed  devices  left  on  test,  3)  testing 


TABLE  4-3.  COMPARISON  OF  6504  OUTPUT  CURRENT  AND  POWER  DISSIPATION 
FOR  DIFFERENT  MATRIX  SIZES  (SINGLE  ERROR)  AT  175*C 


NOTE:  TEST  CONOITIOMS  APPLY  TO  THE  CIRCUIT  OF  FIGURE  4-9 
Vqo  (no  error,  operating  VOLTAGE)  •  S.SV 
Rp3  •  100  Rqq  •  470  «nd  R^^  •  10  ohns 


TABLE  4-4.  COflPARISON  OF  1802  OUTPUT  CURRENT  AND  POWER  DISSIPATION 


FOR  DIFFERENT  MATRIX  SIZES 

(SINGLE  ERROR) 

AT  200°C 

MA'-;t  : ’ZF 

TEST  parameter  I  FIVE  OUTS 

1  1  IN  PARALLEL 

’‘HlD'EES  r'L.’'S 

IN  parallel 

%rs’v-rTvE 

IN  parallel 

1 - - - - 

^AXIHUM  OUTPUT  SINK  CURRENT  THROUGH 

jA  DEVICE  STUCt-AT.:ERO 

15.9  "A 

23.6  mA 

24.1  mA 

MAXIMUM  OUTPUT  SOURCE  CURRENT  THROUGH 

A  DEVICE  STICt-AT-ONC 

3.8  rrwA 

3.S  r-iA 

3.8  nA 

i 

►AXIHUM  OUTPUT  POWER  DISSIPATION 

CN  THE  OUTPUT  CIRCUITRY  FOR  A 
STUCK-AT-2ER0 

53,0 

125.0  mw 

140,2  "“N 

FAXIMUH  OUTPUT  POWER  DISSIPATION 

Ion  the  output  circuitry  for 
jSTUCt-AT-ONE 

1 _ , 

31  .0  iKK 

21.0  f"N 

_ _ _ 

21.2  ""H 

NOTE:  TEST  VALUES  APPLT  TO  THE  CIPCUIT  OF  FIGURE  A-9 
Vqp  {NO  ERROR,  operating  VOLTAGE)  •  11.0  V<Jc 
Rp^  «  100  OriF*S,  Rqq  *  It  OHHS,  Rjs  =  10  OHMS 


TABLE  4-5.  EXPERIMENTAL  DAMAGE  RESULTS  FOR  S-A-0  AND  S-A-I  AT  HIGH  TEMPERATURES 


DEVICE 

TEMPERATURE 

OUTPUT 

CURRENT 

TEST 

DURATION 

(HOURS) 

6504 

175”C 

S-A-l 

25 

-4.4  mA 

280 

- 1 

NONE 

175°C 

S-A-0 

25 

28.0  mA 

280 

NONE 

200*C 

S-A-l 

25 

-3.75mA 

400 

NONE 

S-A-0 

3 

8.6  mA 

283 

1302 

S-A-0 

5 

16.0  mA 

160 

S-A-0 

13 

23.6  mA 

400 

136 

200*C 

S-A-0 

25 

24.1  mA 

400 

64 

150*C 

S-A-0 

25 

29.8  mA 

400 

192 

NOTE;  TEST  CONDITIONS  APPLY  TO  THE  CIRCUIT  OF  FIGURE  4-9. 

6504:  VpQ  (NO  ERROR  OPERATING  VOLTAGE)  =  5.5V 

Rpj  «  100  OHMS,  Rjjjj  =■  470  OHMS.  R53  *  0  OHM 

1802;  Vpjj  (NO  ERROR  OPERATING  VOLTAGES)  =  11. OV 

Rpj  =  100  OHMS,  Rjjq  =  1000  OHMS.  R^^  =  10  OHMS 
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effectiveness,  4)  detectable  errors,  5)  number  of  chassis  input  wires,  and  6)  number 
of  voltage  measurements  required  to  isolate  a  failed  device.  The  objective  was 
to  maximize  the  number  of  DUTs  in  parallel,  up  to  the  program  requirement  of  25  DUTs, 
while  ensuring  proper  device  operation  at  elevated  temperatures.  Five  DUTs  in 
parallel  was  the  minimum  number  considered,  as  fewer  than  five  would  probably 
eliminate  the  benefits  of  parallel  testing.  Three  matrix  sizes  were  evaluated: 

5,  13,  and  25  devices  in  parallel.  A  chassis  configuration  of  five  matrices  of 
five  paralleled  devices  was  selected  for  both  the  6504  and  the  1802  for  the  follow¬ 
ing  reasons,  given  in  descending  order  of  importance: 

6504  -  1)  Minimize  latch-up  potential 

2)  Minimize  potential  damage  to  failed  devices 

3)  Minimize  driver  halts 

4)  Minimize  measurements  to  isolate  failed  devices 

1802  -  1)  Minimize  potential  damage  to  failed  devices 

2)  Minimize  latch-up  potential 

3)  Minimize  driver  halts 

4)  Minimize  measurements  to  isolate  failed  devices 

The  characteristics  affected  by  matrix  size  are  discussed  further  in  the  following 
paragraphs. 

To  prevent  latch-up,  the  value  of.  Vqq  must  be  maintained  above  some  critical 
value.  For  the  6504  test  conditions  noted  in  Table  4-6,  the  five-device  matrix 
is  clearly  the  best  choice,  because  for  the  other  choices,  Vdd  falls  below  the 
critical  value  when  errors  are  present  (an  error  occurs  when  one  OUT  output  is 
different  from  the  other  device  outputs  in  the  matrix).  Considera tions  of 
latch-up  prevention  also  led  to  the  choice  of  a  small  Rqq  value  in  order  to 
prevent  Vqo  from  falling  too  low.  The  value  of  Rqd  based  on  the  criteria  of 
preventing  latch-up  did  not  provide  sufficient  resistive  current  limiting  to 
insure  no  damage  to  stuck  devices. 

Potential  damage  to  failed  devices  left  on  test  was  discussed  in  detail  in 
the  previous  Section  4.1.5.  It  was  noted  that  the  output  current  for  a  device 
S-A-0  increased  with  matrix  size  and  exceeded  the  manufacturer's  specification 


TABLE  4-6.  6504  MATRIX  SIZE  COMPARISON 


CHARACTERISTIC 

MATRIX  SIZE 

FIVE  DUTS 

IN  PARALLEL 

THIRTEEN  DUTS 

IN  RARALLEL 

•nffNTY-FIVE 

IN  PARALLEL 

COMMENTS 

MINIMUM  V[)o  VOLTAGE  WHEN  ERRORS 

ARE  PRESENT 

4.4  V 

3.9  V 

3.49  V 

LATCHING  MAY  OCCUR 
IF  Voo  <  4.0V 

NOTE:  VALUES  APPLY  TO  THE  CIRCUIT  OF  FIGURE  4-20 
Vqo  (NO  ERROR,  OPERATING  VOLTAGE)  *  5.5  Vdc. 
Rp3  ■  51  ohms,  Rqo  *  100  ohms,  R$$  •  10  ohms. 


even  for  five  devices  in  parallel,  for  both  the  6504  and  the  1802.  Therefore, 
the  choice  of  a  matrix  of  five  paralleled  devices  minimized  but  did  not  eliminate 
the  potential  for  damage. 

Another  reason  for  the  selected  configuration  relates  to  testing  effective¬ 
ness.  A  failed  device  causes  frequent  driver  halts,  which  could  occur  every 
clock  cycle  for  some  stuck  faults.  Measuring  the  supply  pins  of  the  DUTs  to 
isolate  the  failure  may  take  10  to  50  seconds  depending  on  the  settling  time, 
the  number  of  failed  devices,  and  the  number  of  parts  in  each  matrix.  Ten  to 
50  seconds  is  long  compared  to  the  clock  cycle  time  (up  to  100  us).  Therefore, 
a  failed  device  left  on  test  could  cause  all  other  devices  in  the  chassis  to 
operate  basically  in  a  static  state.  To  keep  the  driver  from  staying  in  this 
static  state,  the  capability  of  masking  the  window  detectors  was  added  to  the 
software  and  hardware.  This  capability  was  combined  with  separate  input  buffer¬ 
ing  (1802  only)  for  the  inputs  of  each  matrix  to  make  it  possible  for  DUTs  in 
matrices  containing  no  failed  DUTs  to  function  normally.  The  choice  of  five 
groups  of  five  matrices  therefore  minimizes  the  effect  of  continuous  halting 
for  80%  of  the  DUTs.  (Further  details  of  how  the  current  detector  masking  is 
applied  are  provided  in  Appendix  C.) 

Considerations  that  include  detectable  errors,  number  of  chassis  input 
wires,  and  number  of  voltage  measurements  to  isolate  a  failed  device  as  a 
function  of  matrix  size  are  summarized  in  Tables  4-7  and  4-8.  These  considera¬ 
tions  were  important  to  test  efficiency  and  hardware  cost,  but  were  not  driving 
factors  in  the  choice  of  matrix  size.  In  these  comparisons,  the  number  of 
matrices  required  to  make  up  a  chassis  count  of  25  DUTs  were  important  to  the 
results.  For  example,  5  matrices  of  5  paralleled  devices,  2  matrices  of  13 
paralleled  devices,  or  1  matrix  of  25  paralleled  devices  are  required  to  make 
up  the  chassis  count  of  25  devices  on  test.  Error  detection  efficiency  was 
slightly  fovyer  for  the  five  OUT  matrix  configurations,  but  failed  device  isola¬ 
tion  efficiency  was  by  far  the  best  for  this  configuration.  The  greater  number 
of  wires  through  the  oven  interface  for  the  five  DUT  matrix  configuration  is 
a  clear  disadvantage  over  other  matrix  sizes,  but  this  is  true  only  if  the 
matrix  inputs  are  separately  buffered.  Separately  buffered  matrix  inputs  were 
used  for  the  1802s  to  reduce  latch-up  potential,  but  were  not  required  for  the 
6504s. 
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TABLE  4-7.  COMPARISON  OF  6504  CHASSIS  CONFIGURATION 


nrjirininnuiiii  — 

2  MATRICES. 

1  MATRIX 

CHARACTERISTIC 

EACH  CONTAINING 

CONTAINING 

COMMENTS 

13  OUTS 

25  OUTS 

IP  THE  COMPARE  DATA  SIGNAL  J/ 

IS  SENT  TO  THE  DLTS  2/  THE 

HAXIHUM  NUMBER  OF  DETECTABLE 
ERRORS  PER  CHASSIS  DURING: 

■■■I 

a)  one  CHIP  ENABLE  CYCLE 

20 

24 

24 

ASSUMES  NO  LATCH-UP 

b)  DIFFERENT  CYCLES 

2S 

26 

25 

AND  AT  HOST  FOUR 

FAILURES  PER  OUT  CYCLE 

IF  THE  COMPARE  OATA  SIGNAL 

IS  NOT  SENT  TO  THE  DLTS,  THE 
MAXIMUM  NUMBER  OF  DETECTABLE 
ERRORS  PER  CHASSIS  DURING: 

t)  ONE  CHIP  ENABLE  CYCLE 

10 

12 

12 

ASSUMES  NO  LATCH-UP 

b)  DIFFERENT  CYCLES 

25 

26 

25 

AND  LESS  THAN  ONE  HALF 

OF  THE  DOTS  FAIL  PER 

OUT  CYCLE 

NUMBER  OF  INPUT  WIRES  THROUGH 

14 

14 

14 

ALL  DEVICE  INPUTS  IN 

OVEN  DOORS 

CHASSIS  paralleled 

70 

28 

14 

SEPARATE  PARALLELED 

INPUTS  FOR  EACH  MATRIX 

NUMBER  OF  VOLTAGE  MEASUREMENTS 

TO  ISOLATE  FAILED  DEVICE 

10 

15 

26 

1 

ASSUMES  NO  Res  RESISTOR 

AND  ONE  MATRIX  CONTAINS 
FAILED  OUT(S) 

NOTES; 


1/  THE  COMPARE  OATA  SIGNAL  IS  DISCUSSED  IN  APPENDIX  B. 

7/  THIS  TECHNIQUE  HILL  ONLY  HORN  HITH  A  ONE  OUTPUT  DEVICE. 
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TABLE  4-8.  COMPARISON  OF  1802  CHASSIS  CONFIGURATION 


—■—■III  1  111  1  IMCPlMiCiCI 

CHARACTERISTIC 

5  MATRICES. 
EACH  CONTAINING 

5  OUTS 

2  MATRICES, 
EACH  CONTAINING 
13  OUTS 

COMMENTS 

MAXIMUM  number  OF  DETECTABLE 
ERRORS/CHASSIS  DURING; 

a)  ONE  CLOCK  CYCLE 

10 

12 

12 

ASSUMES  NO  LATCH-UP  AND 

b)  DIFFERENT  CYCLES 

25 

26 

25 

AT  MOST  FOUR  FAILURES 

PER  OUT 

4.1.7  Failure  Simulations 


Stuck-at-zero  (S-A-0),  stuck-at-one  (S-A-1),  and  open  circuit  simulations 
were  performed  to  identify  the  functional  failures  detectable  by  the  parallel 
test  method.  Tests  were  performed  with  five  devices  operated  in  the  parallel 
configuration  shown  in  the  previous  Figure  4-20.  Test  conditions  for  6504s 
included  a  chip  enable  time  of  5  us  and  the  circuit  element  values  listed  in 
Figure  4-20,  except  that  Rod  was  470  ohms.  For  the  1802  tests,  the  clock 
cycle  time  was  2  us,  Rqq  was  1000  ohms  and  Cqo  was  removed.  Generally, 
this  simulation  showed  that  the  detectable  faults  included  input  opens,  output 
shorts,  inputs  or  outputs  stuck  high,  and  all  faults  for  dual  purpose  input/ 
output  pins.  Input  shorts  and  output  opens  are  not  detectable  (except  for  dual 
purpose  input/output  lines)  with  devices  paralleled  in  the  Figure  4-20  configu¬ 
ration.  In  this  configuration,  corresponding  inputs  and  outputs  are  directly 
connected  in  parallel  without  buffering  or  isolation.  Thus,  an  input  short  on 
one  device  shorts  the  corresponding  inputs  of  all  paralleled  devices,  and  no 
detectable  error  is  produced. 

To  determine  the  6504  functional  failures  detectable  by  the  parallel  method, 
the  pins  on  one  of  the  paralleled  devices  were  shorted  to  ground  (¥$$),  opened, 
and  shorted  to  the  supply  voltage  (Vqq),  one  pin  at  a  time.  As  shown  in  Table  4-9, 
an  error  was  not  detected  for  an  address,  control,  or  data  signal  shorted  to  ground. 
In  addition,  an  open  control  or  data  out  signal  did  not  result  in  an  error  indi¬ 
cation.  Finally,  all  combinations  of  6504  signals  shorted  to  Vqd  caused  latch-up 
in  other  dv’vices  in  the  matrix.  Latch-up  occurred  when  the  shorted  signal's  voltage 
level  was  higher  than  the  other  Vqq  voltage  levels  (the  shorted  signal's  voltage 
level  is  transferred  to  the  other  devices  in  the  matrix  because  all  corresponding 
input  signals  are  wired  in  parallel). 

The  1802  functional  failures  detectable  by  the  parallel  method  were  simulated 
in  the  sane  manner  as  above.  As  shown  in  Table  4-10,  except  for  the  WAIT  signal, 
all  control  signals  shorted  to  ground  as  well  as  open  outputs  could  not  be  detected. 
Also,  for  Vqo  open,  no  error  was  detected  because  at  least  three  input  signals 
were  always  high,  keeping  the  input  protection  diodes  (Figure  4-22)  forward  biased. 
However,  an  error  was  detected  each  time  an  1802  input  line  was  shorted  to  Vqq. 


TABLE  4-9.  6504  FAULT  SIMULATION  RESULTS 


WES: 


y  IIALPAT  OR  CHECKERBOARO  PAHERR  PROVlOE  SAME  RESULTS 
y  6504  lATCH-UR 
3/  H/A  -  rot  applicable 

V  OECOOER  PROBLEMS  ARC  OETCCTABLE  ^ 


TABLE  4-10.  1SQ2  FAULT  SIMULATION  RESULTS 


Standard  laboratory  provisions  for  current  and  voltage  limiting  for  protec¬ 
ting  the  devices-under-test  were  used  during  the  demonstration  test.  Current 
limiting  was  provided  by  the  combination  of  the  Rps  and  Rqd  resistors  (Figure  4-9), 
while  voltage  limiting  was  provided  by  the  built-in  voltage  limiting  feature  of 
the  Lambda  power  supply. 

The  initially  selected  values  of  Rps  and  Rqd  provided  sufficient  current 
limiting  (except  for  S-A-Os).  However,  higher  priority  considerations  to  prevent 
latch-up  and  detect  S-A-1  faults  as  discussed  in  Sections  4.1.3  and  4.1.11,  drove 
the  choice  of  values  for  Rpg  and  Rqq  to  a  combination  of  values  that  provided 
insufficient  current  limiting.  Therefore,  for  the  parallel  test  implementation 
used  in  this  project,  damage  prevention  was  to  be  accomplished  by  removing  power 
from  the  affected  DUTs. 

Voltage  limiting  was  provided  by  the  Lambda  voltage  supplies,  which  have  built- 
in  voltage  limiting  capability.  The  6504  and  1802  driver  and  OUT  over-voltage 
cutoffs  were  set  0.5V  above  their  demonstration  test  settings.  Therefore,  if  a 
voltage  supply  increased  above  the  over-voltage  level  for  any  reason,  the  supply 
would  turn  off  and  the  DUTs  would  be  protected. 

4.1.9  Background  Current  as  a  Function  of  Clock  Rate 

Characterizing  the  operating  current  as  a  function  of  clock  rate  is  impor¬ 
tant  because  detecting  errors  is  performed  by  noting  changes  from  the  error-free 
supply  current  level.  This  data  was  needed  to  assist  in  selecting  resistor  values 
*^DD»  'to  control  Vqq  level  changes  and  set  the  current  detector  sensi¬ 

tivity.  The  Vqo  voltage  level  will  rise  when  a  false  halt  occurs  (the  driver  stops 
when  no  functional  error  is. present)  and  must  be  controlled  so  that  Vqq  does  not 
exceed  the  manufacturer's  maximum  operating  supply  voltage  level.  The  Vqq  voltage 
level  will  also  drop  when  a  functional  error  occurs,  and  to  prevent  latch-up  the 
Vqq  voltage  level  must  not  be  allowed  to  fall  to  a  level  lower  than  the  input 
high  voltage  level. 


The  results  of  our  experiments  to  characterize  device  operating  current  as 
a  function  of  frequency  are  shown  in  Figure  4-23.  These  graphs  were  obtained  by 
measuring  the  operating  current  (Iqo)  ^  single  device  at  room  temperature 
while  varying  the  operating  frequency  between  dc  (driver  halted)  and  200  kHz. 

It  is  noted  that  the  device  current  increases  approximately  one  order  of  magni¬ 
tude  as  the  operating  frequency  is  increased  from  dc  to  200  KHz. 

4.1.10  Background  Current  as  a  Function  of  Temperature 

As  ambient  temperature  increases  from  25'’C,  the  background  current  will 
at  first  decrease  and  then  rise  for  both  the  6504  and  the  1802.  These  back¬ 
ground  current  changes  are  important  because  the  comparator  voltage  levels  in 
the  detector  must  be  set  after  P  's  reach  the  test  temperature  and  supply 
levels  are  set. 

The  experimental  results  shown  in  Figure  4-24  for  the  6504  were  obtained 
for  a  chip  enable  (CE)  cycle  of  5  us.  Current  values  were  computed  from  the 
voltage  drop  across  a  470  ohm  Rqq  resistor.  Subsequent  to  these  tests,  a  CE 
cycle  time  of  100  us  was  established  for  the  demonstration  test,  which  results 
in  a  downward  shift  of  the  background  current  vs.  temperature  function  by  a  factor 
of  2.5  from  the  Figure  4-24  levels. 

Figure  4-25  shows  the  1802  experimental  results.  These  results  were  obtained 
for  a  clock  cycle  of  1  us  with  the  current  computed  from  the  voltage  drop  across 
a  1000  ohm  Rqq  resistor.  Subsequently,  a  clock  cycle  time  of  80  us  was  established, 
resulting  in  a  downward  shift  of  the  background  current  vs.  temperature  function 
by  a  factor  of  14  from  the  Figure  4-25  levels. 

4.1.11  Temperature  Effect  on  the  Source  and  Sink  Output  Current 


As  the  ambient  temperature  rises  above  25'’C,  a  CMOS  output  is  unable  to 
source  or  sink  as  much  current  as  it  did  at  25*C.  It  is  important  to  know  the 
magnitude  of  these  current  changes  because  they  result  in  reduced  error  currents 
for  stuck  faults  and  the  current  detector  must  be  sufficiently  sensitive  to 
detect  the  reduced  error  currents  at  elevated  test  temperatures. 
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FIGURE  4-24,  6504  BACKGROUND  CURRENT  VS.  TEMPERATURE 
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FIGURE  4-25.  1802  BACKGROUND  CURRENT  VS.  TEMPERATURE 
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For  a  6504  matrix  of  25  devices  at  25"C,  the  output  is  able  to  source  an 
sink  5.2  mA  and  49  mA,  respectively.  At  175"C,  these  values  drop  to  4.4  mA  a 
28  mA  respectively.  For  an  1802  matrix  of  25  devices  at  25*0,  the  output  is 
to  source  and  sink  4.7  mA  and  50  mA,  respectively.  Hov/ever,  at  200°C,  these 
drop  to  3.79  mA  and  24.1  mA,  respectively.  Test  conditions  for  these  measure 
were  previously  noted  in  Tables  4-3  and  4-5.  These  results  indicate  that  the 
required  current  detector  sensitivity  is  established  by  device  source  current 
capability  at  elevated  temperature.  We  obtained  the  required  current  detecto 
sensitivity  by  setting  the  current  sensing  resistor  Rp^  to  270  ohms  for  6504s 
and  to  150  ohms  for  1802s.  These  resistance  values  resulted  in  reliable  dete 
of  S-A-ls  at  elevated  temperatures. 

4.2  DEMONSTRATION  TEST  CONDITIONS 


Table  4-11  presents  a  summary  of  the  selected  demonstration  test  conditi 
for  each  part  type.  Also,  the  selected  bias  circuits  for  the  6504  and  1802  a 
shown  in  Figures  4-26  and  4-27,  respectively.  The  various  choices  required  f 
the  demonstration  test  and  rationale  for  their  selected  values  were: 

Number  of  Paralleled  Devices  and  Chassis  Configuration  -  The  configurati 
of  five  groups  of  five  paralleled  devices  was  a  compromise  between  small  numb 
of  paralleled  devices  to  prevent  latch-up  and  minimize  damage  to  failed  devic 
left  on  test,  and  large  numbers  of  paralleled  devices  to  minimize  test  hardwa 

Ambient  Test  Temperature  -  The  maximum  ambient  temperature  for  error- fre 
operation  was  initially  selected  for  both  device  types.  However,  for  the  ISO 
latch-up  occurred  at  the  initially  selected  200°C  temperature.  The  maximum 
ambient  test  temperature  that  assured  no  1302  latch-up,  125°C,  was  then  selec 

Input  High  Voltage  (Vih)  Levels  -  Values  were  selected  based  on  a  com¬ 
promise  between  low  values  for  latch-up  prevention  and  high  values  for  minimu 
noi se . 

Cycle  Time  -  The  minimum  values  were  selected  that  would  assure  adequate 
circuit  settling  time  such  that  a  fault  could  be  detected  and  the  driver  halt 
to  preserve  the  input  conditions  that  resulted  in  the  fault. 
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TABLE  4-n  .  6504  AND  1802  DEMONSTRATION  TEST  ..ONDITIONS 


1  1  ' 

I  QUANTITY  TESTED  I  25  i  25 


MATRIX  SIZE 

5 

5 

1 

AMBIENT  TEST  TEMPERATURE 

!75*C 

125*C 

SUPPLY  VOLTAGE  (Voq)  V 

5.5  Vdc 

j  11 .0  Vdc 

INPUT  VOLTAGE  (Vj^) 

i  4.0  V 

;  10.0  V 

CYCLE  TIME 

100  us 

I  30  us 

PATTERN  OR  INSTRUCTION  SEQUENCE 

1 

1 

GALPAT 

1 

1  EXERCISES  ALL 
ODD  NUMBER 
INSTRUCTIONS 

TEST  CIRCUIT  COMPONENTS  2/ 

RESISTORS 

1 

1 

i 

[ 

iips 

270  ohms  1 

150  ohms 

lOD 

100  ohms 

!  100  ohms 

Rss 

!  N/A  y 

10  ohms 

CAPACITORS 

1 

Cps 

1  .003  uF 

.003  uF 

Odd 

.0039  uF  4/ 

N/A  3/ 

Css 

1  N/A  3/ 

.01  uF 

1 

NOTE; 

^/  VOLTAGE  LEVELS  FOR  NO  FAULTS  OR 

ERRORS. 

7/  REFER  TO  FIGURE  4-20. 

3/  NOT  APPLICABLE. 

4/  IN  ADDITION  TO  CoQ.  A  1000  pF  CAPACITOR  IS  CONNECTED  FSOf  rQ 
~  TO  GROUND  IN  THE  6504  BIAS  CIRCUIT,  riSLRE  4-26. 


18-76C 


FIGURE  4-27.  1802  BIAS  CIRC'JI 
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Patterns  or  Instruction  Sequence  -  The  GALPAT  (N2)  pattern  was  selected 
for  the  6504  as  the  most  comprehensive  test  pattern  and  because  test  time  was 
not  limited.  The  MIL-M-33510/47001  burn-in  circuit  instructions  were  initially 
selected  for  the  1802,  but  the  even-numbered  instructions  were  subsequently 
deleted  to  eliminate  the  idle  instruction  (00^),  which  caused  large  switching 
currents  and  contributed  to  1802  latch-up. 


Test  Circuit  Resistor  and  Capacitor  Values  -  Values  for  Rps  were  the 
minimum  values  which  permitted  reliable  detection  of  stuck  high  faults.  Values 
for  R0[)  were  the  maximum  values  which  allowed  latch-up  free  operation.  The 
value  for  Rjs  was  the  minimum  value  for  reliable  isolation  of  stuck  low  failed 
devices.  Capacitance  values  were  based  on  a  compromise  between  large  values  for 
minimum  noise  and  small  values  for  short  clock  cycle  time. 


5.0  STAGE  III:  DEMOHSTRATIOtJ  TESTING 


Demonstration  tests  were  performed  to  examine  the  functionality  of  parallel 
testing  for  reliability  characterization  and  burn-in  of  CMOS  LSI  microcircuits. 
Improvements  and  refinements  of  the  basic  concept  that  were  identified  in  Section  4 
were  incorporated  for  the  demonstration  tests. 

5.1  APPROACH 


Our  approach  to  the  test  objectives  was  to  conduct  a  500-hour  demonstration 
test  at  elevated  ambient  temperatures  while  continuously  monitoring  device-under¬ 
test  status  with  our  Dynamic  Life  Test  System  (DLTS).  Interim  electrical  measure¬ 
ments  of  device  performance  and  simulations  of  stuck-at-zero  (S-A-0)  and  stuck-at- 
one  (S-A-1)  faults  were  also  performed. 

The  demonstration  test  consisted  of  a  single  eleva ted- temperature  dynamic  bias 
test  cell  for  each  device  type  using  the  bias  circuits  of  previous  Figures  4-26  and 
4-27.  Twenty-five  of  each  device  type  that  passed  initial  electrical  tests  were 
operated  for  500  hours  at  the  conditions  previously  stated  in  Table  4-11.  Interim 
125*C  electrical  tests  were  performed  at  72,  168,  and  500-hours  after  cool-down 
with  bias  applied.  The  interim  electrical  tests  were  performed  at  125’C  to  obtain 
worst  case  device  parametric  changes  with  a  single  electrical  test.  After  test 
completion  (500  hours),  the  electrical  tests  were  also  performed  at  25"C  and  -55’C. 

In  addition,  five  unstressed  control  devices  were  subjected  to  the  interim  electrical 
tests  just  prior  to  performing  the  measurements  with  the  demonstration  test  devices. 
The  control  sample  measurements  provided  a  measure  of  the  automated  test  system 
stability. 

Continuous  monitoring  of  device-under- test  status  was  accomplished  with  the 
Dynamic  Life  Test  System  (OLTS)  described  in  Appendix  C,  programmed  to  isolate  and 
identify  failed  S-A-0  and  S-A-1  devices.  Daily  data  printouts  of  device  voltage/ 
currents  and  device  functionality  were  obtained. 

Periodic  simulations  of  S-A-0  and  S-A-1  faults  were  performed  to  demonstrate 
that  such  faults  could  be  detected  at  the  life  test  temperatures  and  to  verify 
the  integrity  of  the  error  detection  system.  The  fault  simulations  were  performed 


twice:  1)  at  each  interim  electrical  test  interval  after  the  devices  were  inserted 
into  the  test  chambers,  and  2)  prior  to  removing  them  from  the  test  chambers.  The 
6504  and  1802  circuit  voltage  levels  are  provided  in  Figures  5-1  to  5-4  when  "OUT  1" 
is  at  a  simulated  S-A-0  or  S-A-1  to  show  typical  voltage  levels  that  may  be  expected 
under  fault  conditions  in  parallel  testing. 

5.2  TEST  RESULTS 

The  demonstration  test  results  included  the  data  from  the  interim  electrical 
tests,  the  Dynamic  Life  Test  System  (DLTS)  daily  printouts,  and  the  results  of 
periodic  fault  simulations.  The  interim  electrical  test  and  the  DLTS  monitoring 
system  revealed  no  6504  or  1802  failures  during  the  500-hour  operating  period. 

The  stuck-at-zero  and  stuck-at-one  fault  simulations  indicated  complete  success 
in  detecting  such  faults  in  both  6504s  and  1802s.  However,  false  halts  occurred 
on  three  occasions  during  the  6504  demonstration  test  and  will  be  discussed  in  the 
following  section. 

5.3  DATA  ANALYSIS 

All  of  the  demonstration  test  data  were  evaluated  to  assess  the  reliability 
of  the  parallel  technique.  Specific  objectives  of  the  data  evaluations  were  to 
assess  parameter  stability  and  the  effectiveness  of  continuous  monitoring  for 
error-free  operation  at  the  demonstration  test  temperatures. 

Parameter  Stability  -  Electrical  parameter  stability  is  one  measurement  of 
the  reliability  of  a  monitoring  technique.  If  device  parameters  are  stable  during 
the  test,  then  one  may  conclude  that  parallel  testing  itself  does  not  degrade  the 
devices  on  test.  Therefore,  to  check  the  reliability  of  the  test  method,  the  device 
parametric  data  collected  during  demonstration  testing  was  examined  for  stability. 

Individual  device  as  well  as  group  performance  was  examined  for  both  the  6504 
and  1302.  With  the  exception  of  quiescent  supply  current,  all  6504  measured  para¬ 
meter  values  for  demonstration  tests  were  stable  and  no  degradation  trends  were 
observed.  The  mean  data  values  of  the  quiescent  supply  current  shifted,  but 
followed  the  mean  shifts  of  the  control  device  data,  indicating  that  the  changes 
were  due  to  drifts  in  the  automated  test  system.  The  1802  data  showed  that  all 
the  measurements  were  stable  and  no  degrading  trends  were  noted. 
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Plots  were  made  of  sample  parameters  that  were  likely  to  degrade  during  the 
demonstration  test.  Plots  of  6504  access  time  (TELQV),  quiescent  current  (IDD2 
and  ISS2),  and  operating  current  (IDDOP)  during  500  hours  of  175°C  demonstration 
testing  are  shown  in  Figures  5-5  to  5-8.  Plots  of  1802  Interrupt  Hold  at  10.0  Vdc 
( Int.Hold.2) ,  quiescent  current  at  5.0  Vdc  (ISSl),  and  propagation  delay  time  at 
5.5  Vdc  (TPLHl-MWR)  during  500  hours  of  125*C  demonstration  testing  are  shown  in 
Figures  5-9  to  5-11.  The  average  parameter  values  (x)  and  the  average  plus  or 
minus  one  sigma  values  (x  +fr)  annotated  on  the  plots  were  computed  using  the  data 
for  all  parts.  Individual  device  performance  by  serial  number  is  also  illustrated 
in  the  plots.  The  two  devices  selected  for  plotting  are  those  that  exhibited  the 
minimum  and  maximum  values  of  the  plotted  parameters  at  the  168-hour  interval  of 
the  demonstration  test.  Similar  data  (x  andrr)  is  tabulated  in  Appendix  D  for 
all  measured  parameters  of  the  demonstration  test  devices. 

It  is  apparent  from  these  plots  (in  conjunction  with  the  control  data  shifts) 
that  device  parameters  were  stable  throughout  the  demonstration  test.  Therefore, 
it  is  concluded  that  the  parallel  testing  technique  does  not  produce  electrical 
overstress  conditions  which  degrade  device  parameters  with  one  possible  exception. 

If  a  stuck-at-zero  output  failure  occurs,  the  failed  device  could  be  furtner 
degraded  due  to  excessive  output  current  if  it  is  left  on  test  (See  Section  4.1.5). 

Continuous  Monitoring  -  Initially,  it  was  hoped  that  the  DLTS  continuous  moni¬ 
toring  results  could  be  used  to  determine  whether  there  was  any  correlation  between 
the  interim/ fina 1  device  electrical  measurements  and  the  continuous  monitoring 
results.  Unfortunately,  the  lack  of  electrical  test  failures  precluded  any  studies 
of  potential  correlation.  However,  no  device  that  passed  the  electrical  tests  was 
flagged  as  a  failure  by  the  DLTS,  which  is  evidence  of  the  effectiveness  of  parallel 
continuous  monitoring  for  error-free  operation. 

Although  there  were»no  failures  flagged  by  the  DLTS  during  the  demonstration 
tests,  the  periodic  S-A-0  and  S-A-1  simulations  provided  assurance  tfiat  the  DLTS 
monitoring  system  v/a  s  operating  correctly.  The  monitoring  system  accurately 
detected  and  correctly  displayed  every  1802  and  6504  error  that  was  simulated. 
Hov/ever,  on  three  occasions  during  the  demonstra  tion  test,  the  monitoring  system 
triggered  on  noise  and  produced  "false  halts."  False  halts  are  defined  as  occur¬ 
rences  of  the  detector  triggering  on  noise  when  there  is  no  device  fault.  The 
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FIGURE  5-6.  6504  QUIESCENT  CURRENT  AT  5.5  Vdc  A: 
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false  halts  were  due  to  a  combination  of:  1)  the  small  37  uA  margin  between  the 
S-A-1  trigger  level  and  the  error-free  background  level,  2)  slight  drift  in  the 
current  detector  reference  level,  and  3)  the  noise  level. 
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6.0  STAGE  IV:  FURTHER  EVALUATION  AND  REFINEMENT 


Results  fron  the  evaluations  (Section  4)  and  the  demonstration  test 
(Section  5)  were  used  to  identify  potential  limitations  of  the  parallel  test 
method  as  implemented  in  this  study.  Other  possible  implementations  of  parallel 
testing  not  used  in  this  study  are  also  discussed.  The  hardware  costs  of 
parallel  testing  are  compared  to  those  for  the  standard  comparator  method  and 
finally,  steps  to  perform  a  parallel  test  are  described. 

6.1  POTENTIAL  LIMITATIONS  OF  PARALLEL  TESTING 


Several  potential  limitations  of  parallel  testing  were  noted  in  this  study, 
some  of  which  were  related  to  the  particular  implementation  of  the  parallel 
testing  technique  that  was  used  for  demonstration  testing.  The  potential  limita¬ 
tions  noted  during  the  study  included  latch-up  and  the  severe  test  limitations 
required  to  prevent  it,  potential  damage  to  failed  devices  left  on  test,  difficulty 
in  detecting  open  Vqq  lines  or  open  outputs,  and  stability  of  the  current 
detector.  These  issues  and  the  issue  of  unique  test  conditions  for  each  devise 
type  are  discussed  in  the  following  paragraphs. 

Latch-Up  Prevention  -  Latch-up  was  considered  the  most  serious  potential 
limitation,  and  preventing  it  required  steps  that  reduced  the  effectiveness  of 
parallel  testing  1802  microprocessors.  Prevention  of  latch-up  for  the  1802s 
required  a  reduction  of  the  test  ambient  temperature  from  175°C  to  125'’C,  elimina¬ 
tion  of  the  NOP  instruction,  and  limiting  the  matrix  size  to  five  parallel  devices. 
Such  severe  restrictions  were  not  necessary  for  parallel  testing  6504  memories, 
and  further  evaluations  are  needed  to  establish  suitable  latch-up  prevention 
techniques  that  will  not  limit  the  utility  of  the  parallel  test  concept. 

Damage  to  Failed  Devices  -  Damage  to  failed  devices  left  on  test  was  another 
potential  limitation.  The  possibility  of  device  damage  was  reduced  but  not 
eliminated  during  this  study  by  choosing  a  small  matrix  size. 


Difficulty  in  Detecting  Open  Lines  -  Open  power  supply  (Vqd)  and  device  output 
lines  were  failure  modes  that  were  not  detectable  at  the  selected  clock  rates. 

Open  Vqq  lines  were  not  detected  because  the  difference  between  error-free 
background  current  (50  uA  for  the  1802)  and  zero  current  was  too  small  to  be 
distinguished  by  the  detector.  At  higher  clock  rates,  the  background  current 
would  be  large  enough  to  be  distinguished  from  zero  current.  The  maximum  clock 
rate  is  limited  by  a)  detector  speed  and  noise,  which  in  turn  are  related  to 
circuit  time  constants,  and  b)  allowing  sufficient  time  between  clock  cycles  to 
freeze  input  signals  at  the  conditions  which  resulted  in  an  error  detection. 

Current  Detector  Stability  -  Although  not  anticipated  at  the  onset,  the 
demonstration  test  results  suggested  a  need  for  greater  stability  in  the  current 
detector  than  was  established  during  the  pre-test  evaluations.  The  need  for 
greater  stability  arose  from  the  small  37  uA  margin  betv/een  the  6504  S-A-1  level 
and  the  6504  error-free  background  level.  A  change  of  10  mV  in  the  current 
detector  voltage  reference  was  enough  to  shift  the  current  detector  trigger  level 
by  37  uA  and  this  occurred  three  times  during  the  demonstration  test.  The  need 
for  a  highly  stable  current  detector  is  expected  to  be  a  general  requirement  for 
parallel  testing  and  not  unique  to  the  6504  or  the  demonstration  test  configuration 
employed  during  this  study. 

In  addition  to  the  aforementioned  potential  limitations  to  the  parallel  test 
concept,  the  apparent  requirement  for  tailoring  test  conditions  to  individual 
device  type  characteristics  needs  further  evaluation.  During  this  study,  tailoring 
required  numerous  experiments  to  converge  on  test  conditions  and  circuit  values 
that  allowed  proper  test  and  device  operation.  Parallel  testing  has  not  yet 
reached  the  point  that  a  recipe  may  be  used  in  lieu  of  judgment  because  of  the 
contradictory  and  interdependent  requirements  (e.g.,  latch-up  prevention  and 
fault  detectability). 

Possible  solutions  to  the  first  four  problem  areas  in  this  section  are 
described  in  Section  6.2.1. 
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6.2  IMPROVEMENTS  AND  ALTERNATIVES 


Several  refinements  to  the  demonstration  parallel  test  hardware  and  soft¬ 
ware  were  suggested  by  the  evaluations  (Section  4)  and  the  demonstration  test 
(Section  5).  These  refinements,  if  fully  developed,  may  resolve  the  parallel 
test  limitations  noted  earlier.  In  addition,  other  implementations  of  the 
parallel  test  method  not  used  in  the  demonstration  test  are  discussed  in  this 
section . 

6.2.1  Suggested  Improvements 

This  section  describes  solutions  to  problems  noted  in  Section  6.1.  Included 
are  improvements  for  latch-up  prevention,  protecting  failed  devices  from  damage, 
detecting  open  power  supply  or  OUT  outputs,  and  current  detector  stability  and 
utility.  A  buffered  output  technique  which  solves  many  of  these  problems  but 
introduces  others  is  also  described. 

Improvements  to  prevent  latch-up  must  take  a  high  place  on  the  priority  list. 

One  technique  for  latch-up  prevention  suggested  by  RADC  is  to  use  an  emitter  follower 
in  place  of  the  Rps  resistor.  The  emitter  follower  would  maintain  its  emitter 
voltage  at  a  set  value  despite  current  fluctuations  until  the  current  reaches  a  set 
high  level  so  that  the  transistor  is  saturated,  at  which  time  the  current  would  be 
limited  and  the  emitter  voltage  would  drop.  The  emitter  follower  transistor  base 
would  be  connected  to  a  voltage  divider  or  other  voltage  reference  to  establish  the 
desired  Vqq  level.  A  resistor  in  the  collector  circuit  would  establish  the  current 
saturation  level  and  also  serve  as  a  current  sensing  resistor.  This  technique  shows 
promise  and  should  receive  further  evaluation. 

Protecting  failed  devices  from  damage  due  to  excessive  currents  could  be 
done  by  limiting  the  output  current.  The  buffered  output,  discussed  later,  is 
one  such  method.  Another  is  to  insert  resistors  in  the  outputs  before  they  are 
connected  together.  This  method  was  considered  for  the  demonstration  test  and 
dismissed  because  of  the  large  number  of  resistors  required — one  per  output  for 
the  1802  results  in  675  resistors  for  a  single  test  chassis  of  25  DUTs.  However, 
this  approach  may  now  be  practical  since  high  temperature  sockets  with  provisions 
for  mounting  resistors  vertically  on  the  socket  have  recently  become  available. 

The  output  resistor  approach  is  feasible  with  or  without  the  special  sockets  but 
it  results  in  added  high  temperature  board  complexity  and  cost. 


The  detection  of  power  supply  opens  can  be  accomplished  by  temporarily  in¬ 
creasing  the  clock  rate  under  software  control.  As  noted  in  Section  4.1.9,  the 
background  current  increases  with  clock  rate,  reaching  relatively  high  values.  The 
OUT  V[)o  and  Vgs  voltages  could  be  measured  sequentially  and  the  values  processed 
to  identify  an  open  power  supply.  This  method  requires  a  "smart"  system  to  automa¬ 
tically  increase  the  clock  rate,  make  the  voltage  measurements,  and  process  the  data. 

Open  device  outputs  could  be  detected  by  adding  output  buffers  and  by  using 
the  following  procedure.  First,  a  separate  buffer  output  is  connected  to  each  set 
of  corresponding  output  pins.  Next,  the  driver  is  halted  to  a  preset  instruction 
cycle  such  that  the  correct  output  states  are  known.  Then  each  buffer  is  indivi¬ 
dually  forced  to  its  complement  logic  state  on  its  corresponding  outputs.  If  the 
correct  output  state  is  low,  the  complement  buffer  will  source  current  to  the  devices 
whose  outputs  are  correctly  low.  If  the  correct  output  state  is  high,  the  complement 
buffer  will  sink  current  from  the  devices  whose  outputs  are  correctly  high.  In 
either  case,  the  Iqq  or  I55  currents  for  the  device  whose  output  is  open  will  be 
different  and  can  be  identified  by  measuring  IO0  and  Igs  currents  for  all  DUTs, 

The  current  detector  could  be  improved  by  stabilizing  the  po.wer  supply,  providing 
a  more  stable  reference  voltage,  and  providing  a  false  halt  indicator.  The  threshold 
for  detection  of  S-A-ls  in  the  demonstration  system  was  so  critical  that  10  mV  drifts 
in  power  supply  or  voltage  reference  caused  false  halts  during  the  500-hour  demonstra¬ 
tion  test.  An  on-board  power  supply  regulator  and  a  stabilized  voltage  reference  for 
the  detector  comparators  should  eliminate  this  problem.  Finally,  a  false  halt  indi¬ 
cator  is  needed  to  flag  the  particular  detector  (out  of  five  or  ten  on  a  chassis) 
that  requires  adjustment  and  to  aid  in  test  setup. 

Both  latch-up  and  device  output  damage  may  be  prevented  by  buffering  the  outputs 
as  shown  in  Figure  6-1.  In  this  technique,  each  output  line  is  connected  to  a 
buffer.  Then  the  corresponding  buffer  outputs  are  connected  together.  Operation 
is  the  same  as  for  the  one- detector- per- matrix  method  described  in  Section  4.1.2 
except  that  Vqd  and  Vgg  voltages  are  measured  on  the  buffers  rather  than  the  DUTs. 
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FIGURE  6-1.  BUFFERED  PARALLEL  CONCEPT 


A  primary  advantage  of  the  buffered  technique  is  that  technologies  other  than 
CMOS  can  be  tested,  provided  that  they  are  compatible  with  the  CMOS  buffers.  Also, 
OUT  latch-up  is  reduced  or  eliminated  because  the  voltage  level  on  the  DUTs 
will  not  be  pulled  down  during  S-A-Os  or  S-A-ls  (Vop  for  the  buffers  will  be 
pulled  down).  In  addition,  S-A-0  and  S-A-1  OUT  output  damage  is  eliminated  because 
the  CMOS  buffers  isolate  the  corresponding  OUT  outputs  (the  buffer  outputs  could  be 
damaged,  but  operating  the  buffers  at  a  lower  ambient  temperature  (25*0  should 
reduce  the  potential  for  damage).  Another  advantage  is  that  experiments  to  establish 
the  circuit  conditions  for  all  combinations  of  detectable  faults  (to  be  used  by  the 
fault  detecting  isolation  system)  are  reduced  because  these  need  only  be  performed 
on  the  buffers  once  for  each  different  number  of  OUT  outputs.  The  buffered  technique 
is  also  less  expensive  than  the  comparator  method  for  multi-output  devices  (see 
Section  6.3). 

Disadvantages  of  using  the  buffered  parallel  technique  are  that  it  is  costly 
(each  output  line  must  be  buffered)  and  it  may  require  large  numbers  of  wires  through 
the  oven  interface.  There  would  be  675  wires  required  for  twenty-five  1802s. 

Although  the  number  of  wires  through  the  oven  interface  could  be  reduced  by  placing 

the  buffers  inside  the  oven,  this  is  not  recommended  because  it  would  subject  the 

« 

buffers  to  high  temperature  stress. 

6.2.2  Other  Interconnect  Schemes 


Interconnect  schemes  different  than  the  one  used  in  the  demonstration  test  may 
eliminate  some  of  the  problems  previously  discussed.  However,  all  of  these  would 
require  an  evaluation  similar  to  the  one  described  in  Sections  4  and  5  of  this  report. 
The  term  "interconnect  schemes"  as  used  here  refers  primarily  to  failure  detection 
and  isolation.  The  interconnect  schemes  discussed  below  are  the  Colunn/Row  Scheme 
(suggested  by  RADC) ,  the  Two-Detectors-Per-Device  Technique,  and  the  Multiplexed 
Detector  Scheme. 

I 

The  distinguishing  feature  of  the  column/row  interconnect  scheme  is  that  there 
are  column  current  detectors  and  row  current  detectors.  The  DUTs  are  arranged  in 
a  N  by  M  matrix  so  that  each  matrix’  column  is  formed  by  connecting  appropriate  DUT 
Vqd  I’nes  to  a  current  detector  and  each  matrix  row  is  formed  by  connecting  appro¬ 
priate  DUT  V55  lines  to  a  current  detector  (Figure  6-2).  Roth  the  failure  indi¬ 
cation  and  identification  of  the  failed  device  would  be  noted  by  the  simultaneous 


FIGURE  6-2.  COLUMN/ROW  INTERCONNECT  SCHEME 


detection  of  abnormal  currents  on  specific  row(s)  and  colunn(s).  Failure  iden¬ 
tification  could  be  performed  by  high  speed  logic  on  the  test  chassis  or  the 
individual  detector  indications  could  be  latched  for  future  interrogation  and 
analysis  by  a  "smart"  system.  One  could  also  halt  the  driver  so  that  the  failed 
state  is  preserved,  sequentially  measure  the  voltage  levels  on  each  OUT  at  Vqq 
and  Vss,  and  then  process  this  information  in  the  "smart"  system  to  identify  the 
failed  OUT,  Further  investigation  of  hardware  cost,  software  cost,  and  the  effec¬ 
tiveness  of  each  of  these  variations  is  required  to  select  the  best  method. 

The  advantages  of  the  column/row  method  are  speed  and  potentially  low  cost. 
The  number  of  required  detectors  increases  only  as  the  square  root  of  the  number 
of  DUTs.  For  example,  a  25  device  column/row  scheme  would  require  10  detectors, 
but  a  100  device  scheme  would  require  only  20  detectors.  Hov/ever,  this  method 
will  have  many  of  the  same  difficulties  we  encountered  in  the  one-detector-per- 
matrix  scheme.  These  include  the  difficulty  in  detecting  S-A-Os  on  certain 
device  types  (such  as  the  6504),  latch-up  problems,  and  potential  output  damage 
to  failed  devices  left  on  test.  Still,  the  column/row  scheme's  potential 
speed  and  cost  advantages  warrant  further  investigation. 

The  two-detector-per-device  method,  as  the  name  implies,  utilizes  two 
current  detectors,  one  on  the  V[)o  line  and  one  on  the  Vss  line  of  each  DDT. 

This  method  was  discussed  in  Section  4.1.2  where  it  was  noted  that  under 
some  multiple  failure  conditions,  a  S-A-1  would  not  be  detected,  a  clear  disad¬ 
vantage  of  the  method.  To  fully  develop  the  method  would  require  a  similar 
process  of  component  and  test  condition  evaluation  as  performed  in  Section  4. 

The  advantages  of  this  method  include  minimum  software  for  failure  detection/ 
identification  and  speed.  The  disadvantages  include  hardware  complexity, 
hardware  cost  (two  detectors  per  DUT  at  approximately  $60  per  detector),  and 
possible  inability  to  detect  certain  kinds  of  failures.  Overall,  we  do  not 

consider  this  method  to  be  as  cost-effective  as  the  one  used  in  this  study. 
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The  multiplexed-detector  scheme  must  be  used  in  conjunction  with  an  inter¬ 
connect  scheme  similar  to  the  one-detector-per-ma trix  technique.  In  the  one- 
detector-per  matrix  technique,  we  used  one  detector  to  sense  an  abnormal  supply 
current  to  five  paralleled  devices.  Once  the  current  detector  halted  the 


driver,  the  DLTS  sequentially  measured  the  Vqq  and  Vss  levels,  then  processed 
this  information  to  identify  the  failed  device.  In  the  multiplexed  detector 
scheme,  the  driver  would  be  halted  as  before,  but  a  current  detector  would 
examine  the  device  current  levels  (loo  and  1$$)  and  provide  an  output  for 
each  abnormal  individual  device  current.  This  method  provides  direct  identifi¬ 
cation  of  the  failed  device,  but  it  has  the  same  shortcoming  in  terms  of  failed 
device  identification  for  multiple  failures  as  the  two-detector-per-device 
method.  While  this  approach  has  about  the  same  hardware  complexity  as  the 
failure  identification  method  we  used,  it  cannot  identify  as  many  multiple 
failures,  so  it  is  not  recommended. 

6.3  COST  COMPARISONS 


The  hardware  costs  of  two  parallel  testing  methods  were  compared  with  the 
equivalent  costs  for  the  conventional  (comparator)  method  in  order  to  estimate 
the  cost  advantage,  if  any.  Two  parameters  were  varied  for  the  cost  comparisons: 
number  of  DUTs  per  chassis  and  number  of  outputs  per  device.  The  results  show 
that  parallel  testing  offers:  a)  a  large  cost  advantage  for  multiple  output 
devices,  b)'an  increasing  cost  advantage  as  number  of  DUTs  per  chassis  increase, 
and  c)  little  or  no  cost  advantage  for  single  output  devices.  The  methods  used 
to  compute  the  hardware  costs  and  make  the  comparisons  are  provided  in  the  follow¬ 
ing  paragraphs. 

Normalized  costs  for  the  components  which  make  up  the  chassis  hardware  for 
the  comparator,  one-detector-per-matrix*,  and  buffered  parallel  methods  are 
listed  in  Table  6-1.  The  costs  of  each  component  in  Table  6-1  are  based  on  the 
estimated  number  of  manhours  needed  to  build  that  component.  The  estimated  cost 
percentage  values  for  each  component  listed  in  the  table  are  expressed  as  a 
percent  of  total  chassis  cost  for  each  test  method.  The  normalized  total  cost  is 

computed  by  dividing  the  total  cost  for  each  chassis  by  the  total  cost  for  the 
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25-part  comparator  method. 


♦The  cost  of  the  column/row  Interconnect  Scheme  discussed  in  Section  6.2.2  would 
be  similar  to  the  cost  of  the  one-detector-per-matrix  scheme  except  for  a  small 
added  cost  for  the  additional  current  detectors. 


TABLE  6-1.  ESTIMATED  COST  PERCENTAGE  PER  COMPONENT  FOR  DIFFERENT  CHASSIS  TYPES 


The  conparator  method  is  treated  as  the  baseline  for  monitored  testing.  In 
the  comparator  method,  the  outputs  of  each  DUT  are  compared  with  known  good  outputs 
by  means  of  comparators,  which  output  a  signal  if  an  error  occurs. 

For  a  multiple-output  device  (1802),  the  table  indicates  a  substantial  cost 
advantage  for  parallel  testing  over  the  comparator  method,  as  shown  by  the 
following  example.  The  "Total"  line  for  1802s  indicates  that  a  25-part  1802 
chassis  using  comparators  costs  3.8  times  as  much  as  a  25-part  6504  chassis 
using  comparators.  Similarly,  a  parallel  method  (one-detector-per-matrix) 
chassis  for  the  five  groups  (matrices)  of  five  paralleled  DUTs  would  cost  1.2 
tines  the  6504  25-part  comparator  chassis.  A  savings  of  71%  is  thus  indicated 
for  the  parallel  method  over  the  comparator  method  for  a  25-part  chassis,  i.e., 

( 1 .0-1  .2/3 .8)  X  100  =  71*.  By  similar  arguments  and  calculations,  it  can  be 
shown  that  the  buffered  parallel  method  saves  31%  over  the  comparator  method  for 
a  25-part  1802  chassis. 

For  all  of  the  monitoring  methods,  and  for  both  single  and  multiple  output 
devices,  the  results  of  Table  6-1  indicate  that  the  hardware  cost  per  DUT  decreases 
as  the  number  of  DUTs  per  chassis  increases.  This  may  be  seen  by  comparing  the 
25-DUT  and  100-DUT  normalized  total  costs  for  any  of  the  monitoring  methods. 

For  a  single-output  device,  such  as  the  6504,  there  is  very  little  hardware 
cost  difference  between  monitoring  methods  for  a  25-part  chassis.  However,  for 
a  100-part  chassis,  the  parallel  method  offers  a  small  (17%)  savings  over  the 
comparator  method. 

For  the  component  percentage  values  for  each  monitoring  method,  the  following 
explanation  and  observations  will  assist  in  interpreting  the  Table  6-1  entries: 

1)  The  components  have  both  fixed  and  variable  costs.  The  fixed  cost  items 
include  the  driver  board,  control  board,  and  cable,  whose  costs  are  constant  for 
up  to  100  DUTs.  The  variable  cost  items  include  the  moni  .;or  board  (comparators 
or  current  detectors),  A/D  multiplexer  board,  interface/error  board,  and  chassis 
fabrication,  whose  costs  vary  as  a  function  of  number  of  DUTs  and  test  method. 
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2)  For  chassis  that  use  the  comparator  test  architecture,  the  cost  to  build 
the  monitor  component  was  one  of  the  largest  expenses.  This  was  especially  true 
for  the  25  part  and  the  100  part  1802  comparator  chassis,  where  52S  and  64%  of 
the  total  chassis  cost  was  for  the  monitor  component. 

3)  Compared  to  the  comparator  method,  the  one-detector-per-matrix  method 
gains  most  of  its  savings  from  the  less  complex  monitor  board  (no  comparators) 
and  from  reduced  chassis  fabrication.  This  savings  is  slightly  offset  by  the 
increased  cost  of  adding  the  interface/error  board,  more  A/D  multiplexers  (1802 
only),  and  window  detectors. 

6.4  A  SEQUENCE  OF  STEPS  FOR  PERFORMING  PARALLEL  TESTING  ON  A  PARTICULAR  DEVICE 

One  objective  of  this  program  was  to  formulate  a  procedure  that  could 
be  used  to  determine  parallel  test  conditions.  A  suggested  procedure  is  shown 
in  the  flow  chart  of  Figure  6-3.  The  flow  chart  can  be  divided  into  three  parts: 
the  initial  experiments,  the  adjustment  of  test  conditions,  and  the  optional 
worst  case  output  circuit  potential  damage  experiment. 

The  initial  experiments  include  six  tasks:  1)  building  the  hardware  (the 
driver,  the  current  detector,  and  the  error  simulator),  2)  characterizing 
operating  current  as  a  function  of  clock  rate  and  temperature,  3)  characterizing 
latch-up  with  temperature,  4)  characterizing  output  currents  with  temperature,  5) 
characterizi ng  device  output  damage,  latch-up,  noise,  and  ability  to  detect 
failures  as  a  function  of  matrix  size,  and  6)  selecting  initial  matrix  size, 

Vdo,  clock  rate,  input  levels,  resistor  values,  and  temperature. 

The  test  circuits  should  be  designed  so  that  it  is  easy  to  replace  resistor 
and  capacitor  components.  Also,  the  chassis  should  be  wired  for  the  maximum 
number  of  DUTS  that  are  desired  per  matrix.  The  number  of  DUTS  in  a  matrix  can 
easily  be  reduced  later  if  necessary  to  meet  revised  test  conditions. 

VJhen  characterizing  the  operating  current  as  a  function  of  temperature,  the 
experiment  should  be  performed  over  a  wide  range  of  clock  rates.  Also,  the 
output  current  characterization  should  be  performed  using  Rqq  resistor  values 
ranging  from  2  ohms  to  the  maximum  expected  Rqq  value.  The  initial  matrix 


sfze  should  be  as  Targe  as  possible  while  also  consistent  with  prevention  of 
device  output  damage  and  latch-up,  acceptable  noise  levels,  ability  to  thoroughly 
exercise  the  devices,  and  ability  to  detect  and  isolate  failures.  The  initial 
Vqo  and  input  voltage  levels,  resistor  values,  and  temperature  should  be 
determined  using  methods  that  are  followed  for  other  types  of  high  temperature 
functional  testing  (Reference  5). 

The  second  division  of  the  flow  chart  pertains  to  adjusting  the  non¬ 
component  items  (the  matrix  size,  clock  rate,  Vqo  voltage  level,  ambient  test 
temperature,  and  high  input  voltage  levels),  resistor  values  (Rps,  Rdd»  and  Rss). 
and  capacitor  values  (Cp5,  Coot  and  0$$). 

The  matrix  size  represents  the  number  of  devices  in  the  chassis  whose 
corresponding  inputs  and  outputs  are  connected  in  parallel.  After  combinations 
of  the  other  items  mentioned  above  have  been  exhausted  for  latch-up  prevention, 
the  matrix  size  could  be  reduced  to  decrease  the  amount  Vqd  will  fall  during  a 
fault  state.  The  clock  rate  could  be  reduced  if  the  time  constant  for  changes 
in  the  Vrps  voltage  level  was  too  long  for  Vppg  to  reach  its  error  level  and 
be  detected  as  an  error  during  the  cycle  in  which  it  occurred.  Next,  the 
levels  should  be  set  at  a  voltage  level  so  that  the  DUTS  will  operate  correctly 
yet  avoid  latch-up  by  staying  below  the  Vqq  voltage  level  under  the  worst  case 
output  error  condition.  The  Vqo  voltage  level  and  the  ambient  test  temperature 
may  be  adjusted  to  prevent  latch-up  but  should  be  the  last  parameters  changed 
because  these  conditions  provide  the  maximum  stress  to  the  OUT. 

The  Rps,  RoOf  and  Rss  values  affect  the  supply  voltage  levels,  ability 
to  detect  faults,  and  latch-up  threshold.  The  Rps  value  should  be  increased 
if  functional  errors  have  not  been  detected  by  the  current  detector.  The  value 
of  Rps  should  be  the  minimum  value  required  to  reliably  detect  functional  errors. 
Next,  the  Rqd  resistor  value  could  be  adjusted  if  required.  To  provide  maximum 
current  limiting,  Rp^  should  be  selected  as  the  largest  value  possible  without 
causing  Vpp  to  drop  below  the  latch-up  threshold.  Rpo  must  also  be  sufficiently 
large  that  S-A-1  failures  can  be  isolated.  Next,  the  Rs5  resistor  value  may 
need  to  be  increased  to  isolate  a  stuck-at-zero  condition.  Rjs  should  be  the 
minimum  value  required  to  isolate  S-A-Os. 


Capacitance  values  affect  the  noise  on  the  voltage  lines  and  the  V;^p3  voltage 
decay  time  when  a  functional  error  occurs  (assume  the  capacitors  are  tied  to  ground). 
Increasing  any  capacitance  value  (Cps,  Cqd,  and  0$$)  will  reduce  the  amount  of  noise 
where  It  Is  connected.  Decreasing  the  Cps  and  Cdd  values  will  allow  the  Vrps  voltage 
to  discharge  faster,  which  may  be  necessary  so  that  a  functional  error  can  be  detected 
In  the  cycle  In  which  It  occurs.  This  choice  must  be  traded  off  against  the  choice 
of  clock  rate,  which  In  turn  affects  the  ability  to  detect  V^p  opens. 

The  third  division  of  the  flow  chart  consists  of  the  optional,  high  temperature, 
worst  case  S-A-0  and  S-A-1  experiment  needed  for  burn-in  and  life  testing.  This 
experiment  need  not  be  performed  for  burn-in  If  damage  to  device  outputs  Is  not  a 
concern.  On  the  other  hand,  the  experiment  Is  necessary  for  life  testing  because 
damage  to  the  device  outputs  may  prevent  Isolating  the  failure  mechanism,  an  essential 
feature  of  life  testing.  If  damaging  failed  device  output  currents  are  measured  1n 
this  experiment,  then  other  circuitry  must  be  added  to  limit  them  or  a  provision  must 
be  made  to  remove  failed  devices  from  test. 


7.0  SUMMARY  AND  CONCLUSIONS 


This  study  has  shown  that  parallel  testing  works  for  the  CMOS  memory  and 
microprocessor  used  to  evaluate  the  method.  However,  there  were  problems  with 
latch-up  prevention  and  potential  damage  to  failed  devices  left  on  test  for  the 
implementation  selected  for  this  study. 

Twenty-five  4K  memories  were  operated  in  a  parallel  configuration  of  five 
groups  of  five  devices  for  500  hours  at  175*C.  Similarly,  twenty-five  8-bit 
microprocessors  were  operated  in  a  parallel  configuration  of  five  groups  of  five 
devices  for  500  hours  at  125*C.  The  fault  detection  and  isolation  system  worked 
for  single  S-A-0  and  S-A-1  failures  as  demonstrated  by  simulations.  However,  on 
three  occasions  during  the  demonstration  test,  the  monitoring  system  triggered 
on  noise  and  produced  false  halts.  The  false  halts  were  due  to  a  combination  of; 
1)  the  small  37  uA  margin  between  the  S-A-1  trigger  level  and  the  error-free  back¬ 
ground  level  for  the  memory  devices,  2)  slight  drift  in  the  current  detector 
reference  level,  and  3)  the  noise  level.  The  current  detector  stability  required 
to  eliminate  this  false  halt  problem  is  achievable  and  should  not  be  a  fundamental 
limitation  to  parallel  testing. 

Preventing  latch-up  on  the  microprocessor  required  limiting  the  test  temper¬ 
ature  to  125*C  and  deleting  the  NOP  instruction.  Latch-up  was  prevented  in  the 
memory  by  limiting  the  number  of  paralleled  devices  to  five  and  by  providing 
sufficient  noise  margin  between  the  input  high  voltage  level  and  the  operating 
error-free  supply  level. 

The  high  probability  of  damage  to  failed  devices  left  on  test  was  determined 
from  simulation  of  worst  case  currents  expected  for  the  selected  parallel  test 
configuration.  These  currents  exceeded  the  manufacturer's  output  current  ratings 
on  both  the  memory  and  the  microprocessor,  but  tests  showed  that  only  the  micro¬ 
processor  was  likely  to  be  damaged.  Protection  to  failed  devices  was  not  pro¬ 
vided  in  the  demonstration  test  except  to  remove  the  failed  device  from  the  test. 
However,  no  failures  occurred  and  therefore  no  devices  were  damaged.  The  issue 
of  preventing  further  damage  to  failed  devices  is  crucial  in  a  life  test  because 
further  damage  could  prevent  determination  of  the  cause  of  failure. 
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The  particular  implementation  of  the  parallel  test  method  selected  for  this 
study  was  based  primarily  on  the  maximum  Interaction  between  paralleled  devices 
that  could  be  tolerated.  The  Interaction  between  paralleled  devices  (such  as 
noise  and  fault  current)  was  a  function  of  the  number  of  paralleled  devices, 
clock  rate,  and  circuit  voltage,  resistance,  and  capacitance  values.  The  choices 
for  these  parameters  (number  of  parallel  devices,  clock  rate,  and  circuit  values) 
were  driven  primarily  by  such  considerations  as  fault  detectability,  latch-up 
prevention  and  minimization  of  damage  to  failed  devices.  Other  Implementations 
of  the  parallel  test  method,  other  methods  for  detecting  and  Isolating  faults, 
and  other  methods  for  latch-up  and  damage  prevention  were  noted  In  the  course  of 
this  study.  The  most  promising  of  these  methods,  discussed  In  Section  6,  should 
be  evaluated. 

Achieving  broad  applicability  for  the  parallel  testing  method  will  require 
that  economical  solutions  be  found  for  the  latch-up  and  potential  damage  problems. 
This  study  has  served  to  Illuminate  these  problems  and  to  suggest  possible 
solutions  for  them  so  that  future  studies  of  the  parallel  testing  method  may 
focus  attention  where  needed  most. 
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Summary 

A  .  technique  for  performing  continuously 
monitored  reliability  stress  tests  with  greatly  reduced 
hardware  requirements  is  presented.  This  paper 
includes  concept,  implementation,  experimental  results, 
and  applications. 

Introduction 

Screening  and  reliability  stress  testing  are 
essential  elements  of  producing  and  procuring  reliable 
semiconductors.  While  the  military  has  been  the 
primary  mover  there  is  a  growing  concern  even  in 
consumer  oriented  goods  for  reliability  assurance  of 
semiconductors  before  they  enter  systems  or  become 
field  failures.  This  increased  interest  and  the  increased 
capabilities  and  complexities  of  modem  semiconductors 
have  created  a  significant  challenge  for  testing. 
Requirements  to  test  two  input  NOR  gates  have  now 
evolved  to  testing  microcomputers.  Fortunately,  the 
time  required  to  perform  parametric  tests  such  as 
leakage  and  output  drive  measurements  has  remained 
essentially  constant  and  relatively  short.  However, 
verification  of  functionality  is  no  longer  trivial.  To  run 
a  GALPAT  pattern  on  a  16K  RAM  with  a  cycle  time  of 
375ns  can  take  six  to  seven  minutes  for  one  pass.  To 
measure  even  a  small  number  of  parts  with  different 
voltages  and  patterns  is  consequently  very  expensive. 
Functional  testing  can,  however,  be  performed  during 
burn-in  time.  While  only  a  few  minutes  can  be  afforded 
on  an  automated  tester  the  devices  are  captive  in  a 
burn-in  chamber  for  perhaps  168  hours.  Such  testing 
requires  the  capability  to  monitor  the  device  outputs 
hence  the  term  "monitored  testing". 

One  method  useful  for  performing  monitored 
testing  involves  a  comparator  on  every  output  line  of 
every  device  allowing  concurrent  and  continuous 
monitoring  of  the  devices  under  test.  While  this 
approach  satisfies  the  requirement  for  monitoring,  it 
quickly  involves  a  lot  of  hardware  and  expense. 
Generally,  the  more  complex  the  device,  the  more 
output  lines  there  are  to  be  monitored  and  the  more 
comparators  are  required.  An  increase  in  the  number 
of  devices  under  test  multiplies  the  number  of 
comparators  again.  Unless  the  comparators  are 
contained  in  the  stress  chamber  along  with  the  devices 
the  outputs  of  each  device  must  be  brought  out  of  the 
test  chamber.  This  approach  quickly  involves 
significant  amounts  of  hardware.  As  the  future  holds 
VHSIC  devices  of  perhaps  128  or  256  pins  the 
comparator  approach  will  become  very  awkward. 

The  key  element  of  the  comparator  approach  is 
the  comparator  which  performs  two  functions:  (1) 
comparison  of  two  signals  and  (2)  provision  of  an 
indicator  when  the  two  signals  disagree.  Parallel 
testing  is  a  technique  which  performs  the  same 
functions  but  significantly  reduces  the  support 
hardware. 


Concept 

In  the  parallel  technique  all  corresponding  inputs 
and  outputs  of  all  devices  under  test  are  tied  in 
parallel.  This  is  illustrated  in  Figure  1.  Every  output 
of  any  one  of  the  n  individual  devices  under  test  is 
therefore  constantly  compared  to  the  corresponding 
output  of  the  other  n-1  devices.  When  all  devices  agree 
on  all  lines  the  supply  current  will  be  minimal. 
However,  a  disagreement,  i.e.  a  failure,  will  result  in  a 
potential  difference  and  signii’cantly  increased  current. 
The  key  features  of  cornparison  of  signals  and  indica¬ 
tion  of  a  disagreement  are  thereby  accomplished 
without  the  use  of  external  comparators. 

There  are  some  important  features  of  such  a 
technique. 

1.  As  opposed  to  the  comparator  approach 
which  requires  a  comparator  for  each  output,  the 
parallel  technique  is  essentially  independent  of  device 
si2e.  Testing  a  device  such  as  a  microprocessor  with 
eighteen  outputs  requires  no  more  hardware  than 
testing  a  NOR  gate. 

2.  In  the  comparator  technique  a  failure  of  the 
comparator  is  a  failure  of  the  support  electronics  and 
will  cause  the  loss  of  data  on  the  devices  under  test. 
For  the  parallel  technique,  a  failure  of  the 
"comparator"  is  in  fact  what  you  are  testing  for  since  it 
is  actually  the  device  under  test. 

3.  Since  the  devices  under  test  are  also  the 
comparators  the  outputs  of  each  device  under  test  need 
not  be  brought  out  of  the  test  chamber. 

Implementation 

•At  RADC  this  technique  is  being  developed 
utilizing  CMOS  devices.  CMOS  has  three  features 
particularly  suitable  for  the  implememtation:  (1)  low 
standby  power  supply  current,  (2)  relatively  low 
impedance  balanced  ■  output  drive,  and  (3)  static 
circuitry. 

The  supply  leakage  current  of  a  CMOS  LSI  circuit 
is  expected  to  be  on  the  order  of  microamperes.  The 
current  drive  capability  is  usually  milliamperes.  It  is 
apparent  that  even  for  a  large  number  of  devices  under 
test  there  are  perhaps  two  orders  of  magnitude 
difference  in  currents  between  conditions  of  agreement 
and  disagreement. 

The  third  feature,  static  circuitry,  is  useful  in 
attempting  to  "freeze"  the  conditions  relating  to  the 
failure  situation  for  real  time  analysis  and  verification. 

The  implementation  at  RADC  thus  far  has  taken 
the  form  illustrated  in  Figure  2.  Corresponding  inputs 
and  outputs  have  been  tied  together.  The  power  supply 


lines,  VDD  and  VSS,  through  which  all  the  currents  for 
each  device  must  flow  have  also  been  tied  together.  In 
the  common  VDD  supply  line  is  a  current  detector 
which  is  capable  of  differentiating  between  normal 
currents  and  currents  resulting  from  a  failure  situation. 
The  current  detector,  illustrated  in  Figure  3,  consists  of 
a  differential  voltage  comparator  monitoring  the 
voltage  across  a  1  ohm,  one  percent,  carbon  film 
resistor.  The  output  of  the  detector  toggles  states  in 
response  to  the  increased  current  through  the  sense 
resistor  when  a  failure  occurs. 

Referring  to  Figure  2  again,  note  the  inclusion  of 
sense  resistors  in  the  VDD  and  VSS  supply  lines  of  each 
device.  On  error,  a  voltage  is  developed  across  one  of 
these  sense  resistors.  A  multiplexed  analog  to  digital 
,A/D)  converter  is  used  to  measure  the  voltage  drop.  It 
is  thereby  possible  to  determine  which  device  is  the 
failed  unit  and  furthermore  which  logic  state  the 
failure  is. 

An  example  should  clarify  the  operation.  If 
device  n.  fails  d-  having  a  logic  low  state  on  a  given 
output  line  whe.  the  other  n-1  devices  have  a  logic  high 
state  then  a  failure  current,  1,,  will  flow  through  the 
current  detector  causing  an  alarm  and  initiating  the 
A/D  routine.  The  n-1  good  devices  will  each  source  the 
current  l,/(n-l).  However,  device  n  will  singularly  sink 
the  total  failure  current,  I,,  through  its  VSS  sense 
resistor.  Results  from  the  A/D  identify  device  n.  as  at 
fault  and  by  determining  that  the  VSS  sense  resistor 
was  identified  indicates  that  the  fault  is  a  logic  low 
which  should  have  been  high. 

A  similar  construct  can  be  made  for  a  faulty 
device  pin  being  high  when  the  corresponding  pins  on 
the  other  n-1  devices  are  low. 

Experimental  Results 

Experiments  have  been  performed  on  4001  and 
!S52  type  CMOS  devices.  The  4001  is  a  quad  two-input 
NOR  circuit  and  the  1852  is  an  input/output  port  of  the 
ISOO  series  microprocessor  family.  There  were  two 
iiOOl  experiments.  In  the  first,  a  single  4001  was  used 
with  the  outputs  of  all  four  gates  tied  together.  The 
nputs  were  Configured  to  force  one  output  to  the 
alternate  logic  state  of  the  other  three.  The  supply 

•  oitage  was  then  varied  and  the  supply  current 
■'lOTiitored.  Results  are  shown  in  Table  1.  Note  that 
■  jr'ents  for  Doth  logic  faults  are  comparable. 

Tr-ie  secnd  4001  experiment  utilized  nineteen 
levires  ^.int.y.'jred  in  parallel.  A  switch  was  included 
t  '  'ause  the  output  of  one  gate  (one  of  76)  to:  (1) 
oe'ate  normailv,  (21  De  forced  high,  or  (3)  be  forced 

•  uw.  This  experiment  conducted  at  room  temperature 
ind  s  volts  .ndirated  -tandby  currents  of  <0.05  milli- 
a"  iieres  and  fa. lure  Currents  of  2-4  mill lamperes:  two 
r  iers  of  -nagriitude  difference.  These  two  experiments 

'  ated  that  .!  .s  possible  to  differentiate  standby 
!■  t  ta.iirn  ■  ,rrents  and  that  botti  polarities  of  errors 
..  :  ■>r  te-e' -wc.  ..e.  f  at  parallel  tes'ing  is  possible. 

•  ,.'('2  Je vires  were  tested  at  room  tempera- 

.  ,.ts.  laDie  2  presents  the  data,  one  of  the 

•e  ,  a  fault  <  a.jsing  its  D04  and  D05 

•  •  •  -e  .1  ,1  .  ihenever  either  one  or  both 

"vs-  r\  v.ptxjsed  to  be  low  an  error 


occurred.  The  data  demonstrate  two  to  three  orders  of 
magnitude  difference  in  the  currents.  Note  also  that 
double  bit  errors  resulted  in  twice  the  current  as  single 
bit  errors. 

An  experiment  was  also  performed  at  5  volts  and 
elevated  temperatures  on  eight  1852  devices.  Standby 
supply  currents  were<0.1  milliamperes  at  175C  and<0.3 
milliamperes  at  207C.  This  test  indicated  that  for  these 
devices  configured  in  parallel,  supply  leakage  would  not 
be  a  problem  at  elevated  temperatures. 

It  should  be  noted  that  the  support  hardware  to 
perform  the  constant  monitoring  of  the  4001  and  1852 
devices  is  the  same,  one  sense  resistor  in  each  power 
supply  line  and  a  current  detector.  The  requirement  for 
comparators  for  each  output  line  of  each  device  under 
test  has  been  eliminated. 

■Applications 

The  implementation  of  the  parallel  test  concept 
at  RADC  intrudes  a  computer  based  measurement  and 
control  system.  This  provides  the  test  oed  with  some 
"intelligence"  for  monitoring  and  controlling  of  experi¬ 
ments. 

An  experiment  was  performed  on  sixteen  lS52's 
utilizing  the  computer  system's  pseudo  random  number 
generator  capability  to  supply  the  data  word  which  was 
clocked  to  all  devices  in  parallel  by  a  software 
generated  timing  sequence.  The  output  of  the  current 
detector  was  used  to  interrupt  the  computer  which 
would  be  normally  exercising  the  devices  under  test. 
Upon  interrupt  the  exercise  program  was  halted  in  step 
and  data  gathered  via  the  multiplexed  .A/D  capability. 

These  data  also  included  measurement  of  the 
voltage  across  the  sense  resistor  of  the  current 
detector  to  establish  if  the  fault  had  been  frozen.  The 
intent  was  to  capture  the  conditions  down  to  the  clock 
cycle  for  verification  and  analysis  of  the  fault. 

Tests  were  conducted  simulating  faults  of  about 
one  and  a  quarter  milliamps  by  shorting  to  the  sense 
resistor  on  any  device  with  a  resistor.  The  computer 
was  quite  able  to  detect  and  identify  the  faulty  device 
and  logic  state. 

Utilization  of  the  computer  enabled  data  acquisi¬ 
tion  and  management  plus  verification  and  analysis  of 
the  fault.  However,  allowing  the  computer  to  generate 
the  timing  waveform  through  software  resulted  in  a 
very  slow  exerase  rate.  While  various  means  could  be 
used  to  drive  the  devices  under  test  at  more  reasonable 
rates,  the  parallel  test  technique  suggests  one. 

In  a  parallel  test  the  following  conditions  should 
be  true:  (1)  although  there  are  n  devices  under  test 
they  are  in  parallel  and  appear  as  one  device  (albeit 
with  increased  input  capacitance  and  output  drive 
capabilitv),  and  (2)  for  sufficientlv  large  n  (which  in 
reality  need  not  be  verv  large  -  see  Table  1)  a  failure  of 
one  device  will  not  inhibit  the  output  signals  from  being 
acceptable  logic  levels.  Therefore,  it  appears  mat  a 
semiconductor  device  on  a  board  or  svstem  could  be 
replaced  by  a  parallel  set  of  devices  and  that  svstem 
made  to  operate  at  speeds  and  with  patterns  aoproach 
ing  nomimal  operating  conditions.  This  approach  would 


A-3 


greatly  simpUiy  the  input  hardware  and  pattern  support 
and  should  be  particularly  significant  in  testing  devices 
which  operate  in  a  feedback  arrangement  such  as 
microprocessor  components.  Extending  the  concept  to 
board  level  testing  also  suggests  that  all  the 
components  on  a  board  may  be  tested  simultaneously 
each  in  their  own  parallel  chain. 

Other  applications  suggest  themselves  as  a  result 
of  n  devices  appearing  functionally  as  one  device.  One 
such  application  is  the  potential  to  perform  shmoo 
characterisations  on  n  devices  at  a  time  thus  generat¬ 
ing  operating  boundaries  for  an  entire  population  a'  one 
time. 


Figure  1.  Parallel  Test  Concept 
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Conclusions 

Key  features  of  the  parallel  technique  are: 

1.  Constant  monitoring  of  all  devices  under 
test. 

2.  Simplicity  of  test  bed  requiring  only  a 
current  detector  and  one  set  of  input  drive 
signals  to  perform  monitored  testing. 

3.  The  devices  under  test  form  the 

"comparators”. 

4.  There  are  n-1  "comparators”. 

5.  With  the  addition  of  sensing  in  the  power 
supply  lines  to  each  device  the  failed  device 
and  logic  state  in  error  can  be  determined. 

6.  Independent  of  device  complexity. 

7.  Appropriate  for  dynamic  testing. 


SUPPLY 

3  INPUTS  VDD  -  1  INPUT  VSS 
SUPPLY 

OUTPUT 

VOLT.(V) 

CURRENT(mA) 

VOLT.(V) 

5 

5.2 

0.4 

S 

IU.6 

0.6 

10 

21.0 

3.7 

5 

3  INPUTS  VSS  -  1  INPUT  VDD 
4.7 

4.3 

S 

14.(1 

6.5 

10 

20.0 

S.O 

TABLE  1  -  INITIAL  DATA 
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-0.20  (NOISE) 

0  0 

110  111 

0.22 

0  0 

1  1  I  0  0  0 
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0  0 

11110  0 

O.OS 

0  0 

101011 

15.3 

0  1 

0  1  M  0  1 

15.7 

1  I 

0  10  0  11 

15.6 

0  1 

0  0  110  1 

29.4 

TABLE  2  IS52  DATA  -  FALLTY  DEVICE 


Figure  3.  Current  Detector 
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APPENDIX  B 

ELECTRICAL  MEASUREMENTS 


ELECTRICAL  MEASUREMENTS 


The  electrical  test  conditions  for  the  6504  and  1802  are  as  specified  in 
the  MIL-M-38510/239  specification  dated  2  January  1980  and  the  MIL-M-38510/470 
specification  dated  16  April  1979.  However,  several  changes  were  required  for 
both  device  types  and  are  described  below. 

6504  CHANGES: 

1)  Terminal  conditions  for  input  pins  not  being  tested  during  the 
Vjc  tests  were  changed  from  ground  to  open. 

2)  I[)o  MAX  test  limit  at  25*C  and  -55“C  was  changed  from  1.0  uA  to  5.0  uA. 

3)  Igs  max  test  limit  at  25*C  and  -55“C  was  changed  from  -1.0  uA  to  -5.0  uA. 

4)  The  power-down  (Vddr)  test  was  performed  at  25"C,  125*C,  and  -55“C  instead 

of  only  at  125*C. 

5)  Input  capacitance  (C,-)  tests  were  not  performed. 

6)  The  ADCOMP  functional  test" was  not  performed. 

7)  TAVQV,  TELQX,  and  TEHQZ  tests  were  not  performed. 

8)  Pattern  test  for  the  chip  enable  access  time  (TElQV)  measurement  was 
changed  from  GALPAT  to  CHECKERBOARD,  MARCH,  and  SLIDING  DIAGONAL. 

9)  TELOV  MAX  test  limit  at  125*C  was  changed  from  250  ns  to  300  ns. 


10)  Input  threshold  (VTH  and  VTL)  tests  were  added. 


1802  CHANGES: 


1)  IoH2  max  test  limits  were  changed  from  -850  uA,  -540  uA,  and  -950  uA 
(at  25*C.  125*C,  and  -55*0  to  -550  uA,  -550  uA,  and  -550  uA, 
respectively. 

2)  TPHLl  (TPA/TPB)  limits  were  changed  from  50  ns  to  45  ns  at  -55"C. 

3)  Input  and  output  capacitance  (C^j  and  Cq)  tests  were  not  performed. 

For  brevity,  the  slash  sheets  for  both  device  types  will  not  be  reproduced 
in  this  appendix.  However,  the  6504  and  1802  parameter  symbols  used  in  Section  6.4 
and  Appendix  D  are  defined  in  Table  B-1  and  B-2,  respectively.  For  reference,  the 
parameters  test  limits  used  for  initial  and  interim  electrical  testing  are  included 
in  Tables  8-3  and  B-4. 


TABLE  B-1.  6504  SYMBOLS  AND  DEFINITIONS 


SYMBOL 

DEFINITION 

VIC(POS)-V 

POSITIVE  INPUT  CLAMP  VOLTAGE  IN  VOLTS 

VIC(NEG)-V 

NEGATIVE  INPUT  CLAMP  VOLTAGE  IN  VOLTS 

IIHl-A 

HIGH  LEVEL  INPUT  CURRENT  (ALL  INPUTS)  IN  AMPS 

IIH2-A 

HIGH  LEVEL  INPUT  CURRENT  (SINGLE  INPUT)  IN  AMPS 

IILl-A 

LOU  LEVEL  INPUT  CURRENT  (ALL  INPUTS)  IN  AMPS 

IIL2-A 

LOU  LEVEL  INPUT  CURRENT  (SINGLE  INPUT)  IN  AMPS 

lOHZ-A 

HIGH  IMPEDANCE  STATE  OUTPUT  CURRENT  IN  AMPS 

lOLZ-A 

HIGH  IMPEDANCE  STATE  OUTPUT  CURRENT  !N  AMOS 

ID02{PU)-A 

QUIESCENT  SUPPLY  CURRENT  AT  POUER-UP  (5.?  VDC)  IN  AMPS 

ID02(B1)-A 

QUIESCENT  SUPPLY  CURRENT  UITH  BACKGTOUND  OF  "l"s  (5.5  VOC)  IN  AMPS 

I002(BO)-A 

QUIESCENT  SUPPLY  CURRENT  UITH  BACKGRCJNO  OF  “0"S  (5.5  VDC)  IN  AMPS 

ISS2(PU)-A 

QUIESCENT  SUPPLY  CURRENT  AT  POUER-UP  (5.5  VDC)  IN  AMPS 

ISS2(B1)-A 

QUIESCENT  SUPPLY  CURRENT  UITH  BACKGROUND  OF  ‘‘1'*$  (5.5  VDC)  IN  AMPS 

ISS2(B0)-A 

QUIESCENT  SUPPLY  CURRENT  UITH  BACKGROUND  OF  "0“$  (5.5  VDC)  IN  AMPS 

V0L1-V 

LOW  LEVEL  OUTPUT  VOLTAGE  (2  HA  LOAD)  IN  VOLTS 

V0L2-V 

LOW  LEVEL  OUTPUT  VOLTAGE  (NO  LOAD)  IN  VOLTS 

V0H1-V 

HIGH  LEVEL  OUTPUT  VOLTAGE  (-1  mA  LOAD)  IN  VOLTS 

V0H2-V 

HIGH  LEVEL  OUTPUT  VOLTAGE  (NO  LOAD)  IN  VOLTS 

lOOOP-A 

OPERATING  SUPPLY  CURRENT  IN  AMPS 

PWRONVOO-V 

POWER  DOWN  SUPPLY  VOLTAGE  IN  VOLTS 

VTH-V 

INPUT  THRESHOLD  VOLTAGE  IN  VOLTS 

VTL-V 

INPUT  THRESHOLD  VOLTAGE  IN  VOLTS 

TA-EW-4.5-S 

CHIP  ENABLE  ACCESS  TIME  -  EARLY  WRITE  (VARIOUS  PATTERNS)  AT  4.5  VOC  IN  SECONDS 

TA-EW-5.5-S 

CHIP  ENABLE  ACCESS  TIME  -  EARLY  WRITE  (VARIOUS  PATTERNS)  A."  5.5  VDC  IN  SECONDS 

TA-RMW-4,5-3 

CHIP  ENABLE  ACCESS  TIME  -  REAO/MOOIFY/HRITE  (VARIOUS  PATTERNS)  AT  4.5  VOC  IN  SECONDS 

TA-RMW-5.5-S 

CHIP  ENABLE  ACCESS  TIME  -  REAO/MOOIFY/WRITE  (VARIOUS  PATTERNS)  AT  5.5  VDC  IN  SECONDS 
_ _ _ - _ _ _ _ _ _ 

TABLE  B-2.  1802  SYMBOLS  AND  DEFINITIONS 


SrMSOL 

MIL  SPEC  SYMBOL 

DEFINITION 

1.  VICP-VOC 

YICP 

POSITIVE  INPUT  CLAMP  VOLTAGE  TO  Vqo  IN  VOLTS. 

2.  VICN-VOC 

VICN 

NEGATIVE  INPUT  CLAMP  VOLTAGE  TO  Vjs  IN  VOLTS. 

3.  ISSl-AMP 

ISSl 

OUIESCENT  DEVICE  CURRENT  WITH  V(jq  *  5V  IN  AMPS. 

4.  ISS2-AMP 

ISS2 

QUIESCENT  DEVICE  CURRENT  WITH  Vdb  •  lOV  IN  AMPS. 

5.  ISS3-AMP 

ISS3 

OUIESCENT  DEVICE  CURRENT  WITH  V[)d  •  13V  IN  AMPS. 

6.  IIH-AMP 

IIH 

HIGH  LEVEL  INPUT  LEAKAGE  CURRENT  IN  AMPS. 

7.  IIL-AMP 

IIL 

LOW  level  input  LEAKAGE  CURRENT  IN  AMPS. 

8.  I2H-AMP 

IZH 

HIGH  LEVEL  HIGH  IMPEDANCE  OUTPUT  LEAKAGE  CURRENT  IN  AMPS. 

i  9.  IZL-AMP 

IZL 

LOW  LEVEL  HIGH  IMPEDANCE  OUTPUT  LEAKAGE  CURRENT  IN  AMPS. 

10.  lOLl-AHP 

lOLl 

LOW  level  output  drive  current  with  Voo  -  5V  IN  AMPS. 

11.  I0L2-AMP 

I0L2 

LOW  level  output  drive  current  with  Vod  •  lOV  IN  AMPS. 

12.  lOHl-AMP 

lOHl 

HIGH  LEVEL  OUTPUT  DRIVE  CURRENT  WITH  Vqo  -  5V  IN  AMPS. 

13.  I0H2-AMP 

I0H2 

HIGH  LEVEL  OUTPUT  DRIVE  CURRENT  WITH  Voo  •  lOV  IN  AMPS. 

14.  lOLX-AMP 

lOLX 

LOW  LEVEL  TTIT  OUTPUT  CURRENT  IN  AMPS. 

15.  lOHX-AHP 

lOHX 

HIGH  LEVEL  TTIl  OUTPUT  CURRENT  IN  AMPS.  i 

16.  VOHX-VDC 

VOHX 

HIGH  LEVEL  CLOCK  xTaL  OUTPUT  VOLTAGE  IN  VOLTS. 

17.  VOLX-VDC 

VOLX 

LOW  LEVEL  CLOCK  TTIT  OUTPUT  VOLTAGE  IN  VOLTS. 

18.  VTNX-VDC 

VTNX 

NEGATIVE  TTTXl  THRESHOLD  VOLTAGE  IN  VOLTS. 

19.  VTPX-VDC 

VTPX 

POSITIVE  XTAL  THRESHOLD  VOLTAGE  IN  VOLTS. 

20.  VIHl-VOC 

VlHl 

HIGH  LEVEL  INPUT  THRESHOLD  VOLTAGE  WITH  Vpp  »  5V  IN  VOLTS. 

21.  V!H2-VDf. 

VIH2 

HIGH  LEVEL  INPUT  THRESHOLD  VOLTAGE  WITH  Voo  «  lOV  IN  VOLTS. 

22.  VILl-VDC 

VILl 

LOW  LEVEL  INPUT  THRESHOLD  VOLTAGE  WITH  Voq  >  5V  IN  VOLTS. 

i  23.  VIL2-yOC 

VIL2 

LOW  LEVEL  INPUT  THRESHOLD  VOLTAGE  WITH  Voq  -  lOV  IN  VOLTS.  i 

i  24.  functional 

1 

FUNCTIONAL 

detailed  OPERATIONAL  CHECK  OF  THE  DEVICE  AT  VARIOUS  VOLTAGE 

LEVELS  and  device  SPEEDS. 

1  25.  EF. SETUP. 1 

TSLH3,TSHL3  (TT) 

MINIMUM  SETUP  tips:  FOR  EF  INPUTS  WI  H  VQp  •  SV  IN  SECONDS. 

1  26.  EF.SETUP.2 

TSLH3,TSHL3  (TT) 

MINIMUM  SETUP  TIME  FOR  EF  INPUTS  WITN  Vpo  •  lOV  IN  SECONDS. 

27.  EF.HOLO.1 

THLH3.THHL3  (EF) 

MINIMUM  HOLD  TIME  FOR  EF  INPUTS  WITH  Vpp  •  5V  IN  SECONDS. 

28.  EF.H0LD.2 

THLH3.THHL3  (EF) 

MINIMUM  HOLD  TIME  FOR  EF  INPUTS  WITH  Vpp  •  lOV  IN  SECONDS. 

29.  OATA. SETUP. 1 

TSLHl.TSHLl  (OATA) 

MINIMUM  SETUP  TIME  FOR  DATA  INPUTS  WITH  Vpp  »  5V  IN  SECONDS. 

30.  DATA. SETUP  1 

TSLHI.TSHLI  (OATA) 

MINIMUM  SETUP  TIME  FOR  OATA  INPUTS  WITH  Vpo  •  lOV  IN  SECONDS. 

i  31.  OATA.HOLO.l 

THLHl.THHLl  (OATA) 

MINIMUM  HOLD  TIME  FOR  OATA  INPUTS  WITH  Vop  •  5V  IN  SECONDS. 

1  32.  OATA. HOLD .2 

THLHl.THHLl  (DATA) 

MINIMUM  HOLD  TIME  FOR  OATA  INPUTS  WITH  Vpn  •  lOV  IN  SECONDS. 
MINIMUM  SETUP  TIME  FOR  INTERRUPT  INPUT  WITH  Vpp  ■  5V  IN  SECONDS. 

j  33.  INT. SETUP.! 

TSHL2  (7n7!I) 

I  34.  INT. SETUP. 2 

TSHL2  (INTR) 

MINIMUM  SETUP  TIME  FOR  INTERRUPT  INPUT  WITH  Vpp  •  lOV  IN  SECONDS. 

!  35.  INT. HOLD. 1 

THLH2  cnmi) 

MINIMUM  HOLD  TIME  FOR  INTERRUPT  INPUT  WITH  Ypp  •  5V  IN  SECONDS. 

1  36.  INT.HDLD.2 

THLH2  (InT?) 

MINIMUM  HOLD  TIME  FOR  INTERRUPT  INPUT  WITH  Vpp  «  lOV  IN  SECONDS. 

37.  DHAI. SETUP. 1 

TSHL2  (DMA) 

MINIMUM  SETUP  TIME  FOR  OMA-IN  INPUT  WITH  Vpo  •  5V  IN  SECONDS. 

38.  DMAI.SETUP.2 

TSHL2  (WI) 

MINIMUM  SETUP  TIME  FOR  OMA-IN  INPUT  WITH  Vpp  •  lOV  IN  SECONDS. 

'  39.  DMAI.HOLD.l 

THLH2  (CFA) 

MINIMUM  HOLD  TIME  FOR  DMA-IN  INPUT  WITH  Vpp  •  5V  IN  SECONDS. 

'  40.  0MAI.H0LD.2 

THLH2  (DMA) 

MINIMUM  HOLD- TIME  FOR  DMA-IN  INPUT  WITH  Vpp  •  lOV  IN  SECONDS. 

41.  DMAO. SETUP. 1 

TSHL2  (OTW) 

MINIMUM  SETUP  TIME  FOR  DMA-OUT  INPUT  WITH  Vpp  •  5V  IN  SECONDS. 

1  42.  DMAO. SETUP. 2 

TSHL2  (DMA) 

MINIMUM  SETUP  time  FOR  DMA-OUT  INPUT  WITH  Vpp  •  lOV  IN  SECONDS. 

,  43.  DMAO. HOLD. 1 

THLH2  (DMA) 

MINIMUM  HOLD  TIME  FOR  DMA-OUT  INPUT  WITH  Vpp  •  5V  IN  SECONDS. 

44.  DMAO. HOLD. 2 

THLH2  (CiiA) 

MINIMUM  HOLD  TIME  FOR  DMA-OUT  INPUT  WITH  Vpp  •  tOV  IN  SECONDS. 

i  45.  WAIT. SETUP. 1 

TSHL4  (WATT) 

MINIMUM  SETUP  TIME  FOR  WAIT  INPUT  WITH  Vpp  =  5V  IN  SECONDS. 

'  46.  WAIT.SETUP.2 

TSHL4  (WAIT) 

MINIMUM  SETUP  TIME  FOR  WAIT  INPUT  WITH  Vpp  •  lOV  IN  SECONDS. 

:  47.  PW.CLK.l 

THLI.THHI  (CK) 

MINIMUM  PULSE  WIDTH  FOR  CLOCK  INPUT  WITH  Vpp  •  5V  IN  SECONDS. 

;  48.  PH.CLX.2 

TWLl.THHl  (CK) 

MINIMUM  PULSE  WIDTH  FOR  CLOCK  INPUT  WITH  Vpp  «  10V  IN  SECONDS. 

i  49.  PH.CLR.l 

TWL2  (CLEAR) 

MINIMUM  PULSE  WIDTH  FOR  CLEAR  INPUT  WITH  Vpp  •  5V  IN  SECONDS.  I 

;  50.  PH.CLR.2 

THL2  (CLEAR) 

MINIMUM  PULSE  WIDTH  FOR  CLEAR  INPUT  WITH  Vpp  •  lOV  IN  SECONDS. 

PROPAGATION  DELAY  TIME  MEASURED  FROM: 

51.  TPLHI-TPA 

TPLHL  (TPA) 

THE  FALLING  EDGE  OF  CLOCK  PULSE  TO  THE  LOW  TO  HIGH  TRANSITION 

OF  TPA  WITH  Vpp  •  5V  IN  SECONDS. 

51.  TPLHI-TPB 

TPLHl  (TPB) 

THE  RISING  EDGE  OF  CLOCK  PULSE  TO  THE  LOW  TO  HIGH  TRANSITION 

OF  TPB  WITH  Vpp  •  5V  IN  SECONDS. 

51.  TPLHl-MHR 

TPLHl  (MHR) 

THE  FALLING  EDGE  OF  CLOCK  PULSE  TO  THE  LOW  TO  HIGH  TRANSITION  | 

OF  MHR  WITH  Vpp  •  5V  IN  SECONDS.  | 

52.  TPLHL-MRD 

TPLH2  (M5!I) 

THE  FALLING  EDGE  OF  CLOCK  PULSE  TO  THE  LOW  TO  HIGH  TRANSITION  j 

OF  MRO  WITH  Vpp  ■  5V  IN  SECONDS.  j 

TABLE  B-2.  1802  SYMBOLS  AND  DEFINITIONS  (CONTINUED) 


SYMBOL 

MIL  SPEC  SYMBOL 

53. 

TPLHl-N 

TPLH4 

(N) 

54. 

TPLHl-O 

TPLHfl 

(0) 

55. 

TPHLl-TPA 

TPHLl 

(TPA) 

55. 

TPHLl-TPB 

TPHLl 

(TPB) 

56. 

TPHLl-HHR 

TPHL3 

(5?HiT) 

57. 

TPHLl-MRD 

TPHL2 

(FRP) 

58. 

TPHLl-N 

TPHL4 

(N) 

59. 

TPHLl-0 

TPHL8 

(0) 

60. 

TPLH2-TPA 

TPLH1 

(TPA) 

60. 

TPLH2-TP8 

TPLHI 

(TPB) 

60. 

TPLH2-MHR 

TPLHl 

(MWR) 

61  . 

TPLH2-MR0 

TPLH2 

(RRF) 

62. 

TPLH2-N 

TPLH4 

(N) 

63. 

TPLH2-0 

TPLHfl 

(0) 

64. 

TPHL2-TPA 

TPHLl 

(TPA) 

64. 

TPHL2-TPB 

TPHLl 

(TPB) 

65. 

TPHL2-MHR 

TPHL3 

(finff) 

66. 

TPHL2-MRD 

TPHL2 

(MT) 

67. 

TPHL2-N 

TPHL4 

(N) 

68. 

TPHL2-0 

TPHL8 

(0) 

69. 

DO. DELAY. 1 

TPXXl 

(DATA) 

70. 

DO. DELAY .2 

TPXXl 

(DATA) 

71  . 

SC. DELAY. 1 

TPLH7, 

,TPHL7  (SC) 

72. 

SC. DELAY. 2 

TPLH7, 

,TPHL7  (SC) 

0 

73. 

ADH>. DELAY. 1 

TPLH5, 

,TPHL5 

74. 

A0HI.0ELAY.2 

TPLH5, 

,7PHL5 

75. 

ADLQ.DELAY .1 

TPLH6, 

,TPHL6 

76. 

ADLO.DELAY.2 

TPLH6, 

1 _ 

,TPHL6 

definition 

THE  FALLING  EDGE  OF  CLOCK  PULSE  TO  THE  LOW  TO  HIGH  TRANSITION 
OF  N0-N2  WITH  Voq  •  5V  IN  SECONDS. 

THE  RISING  EDGE  OF  CLOCK  PULSE  TO  THE  LOW  TO  HIGH  TRANSITION 
OF  0  WITH  Vdo  •  SV  IN  SECONDS. 

THE  FALLING  EDGE  OF  CLOCK  PULSE  TO  THE  HIGH  TO  LOW  TRANSITION 
OF  TPA  WITH  Vgo  .  5V  IN  SECONDS. 

THE  RISING  EDGE  OF  CLOCK  PULSE  TO  THE  HIGH  TO  LOW  TRANSITION 
OF  TPB  WITH  Vqo  •  5V  IN  SECONDS. 

THE  falling  edge  OF  CLOCK  PULSE  TO  THE  HIGH  TO  LOW  TRANSITION 
OF  MWR  WITH  .  5V  IN  SECONDS. 

THE  RISING  EDGE  OF  CLOCK  PULSE  TO  THE  HIGH  TO  LOW  TRANSITION 
OF  MfiO  WITH  Voo  «  5K  IN  SECONDS. 

THE  FALLING  EDGE  OF  CLOCK  PULSE  TO  THE  HIGH  TO  LOW  TRANSITION 
OF  N0-M2  WITH  V|)o  •  5V  IN  SECONDS. 

THE  RISING  EDGE  DF  CLOCK  PULSE  TO  THE  HIGH  TO  LOW  TRANSITION 
OF  0  WITH  »00  *  5V  IN  SECONDS. 

THE  FALLING  EDGE  OF  CLOCK  PULSE  TO  THE  LOW  TO  HIGH  TRANSITION 
OF  TPA  WITH  Voo  *  10V  IN  SECONDS. 

THE  RISING  EDGE  OF  CLOCK  PULSE  TO  THE  LOW  TO  HIGH  TRANSITION 
OF  TPfl  WITH  Voo  *  10''  IN  SECONDS. 

THE  FALLING  EDGE  OF  CLOCK  PULSE  TO  THE  LOW  TO  HIGH  TRANSITION 
OF  MWR  WITH  Voo  “  '0*  I"  SECONDS. 

THE  FALLING  EDGE  OF  CLOCK  PULSE  TO  THE  LOW  TO  HIGH  TRANSITION 
OF  MRD  WITH  Vqq  •  10V  IN  SECONDS. 

THE  FALLING  EDGE  OF  CLOCK  PULSE  TO  THE  LOW  TO  HIGH  TRANSITION 
OF  N0-N2  WITH  Voo  *  10''  IN  SECONDS. 

THE  RISING  EDGE  OF  CLOCK  PULSE  TO  THE  LOW  TO  HIGH  TRANSITION 
OF  0  WITH  Voo  •  ION  IN  SECONDS. 

THE  FALLING  EDGE  OF  CLOCK  PULSE  TO  THE  HIGH  TO  LOW  TRANSITION 
OF  TPA  WITH  Voo  *  ’O'!  IN  SECONDS. 

THE  RISING  EDGE  OF  CLOCK  PULSE  TO  THE  HIGH  TO  LOW  TRANSITION 
OF  TPfl  WITH  Voo  •  10^  IN  SECONDS. 

THE  FALLING  EDGE  OF  CLOCK  PULSE  TO  THE  HIGH  TO  LOW  TRANSITION 
OF  MWR  with  Voo  “  10V  IN  SECONDS. 

THE  RISING  EDGE  OF  CLOCK  PULSE  TO  THE  HIGH  TO  LOW  TRANSITION 
OF  MRD  WITH  Voo  =  'ON  IN  SECONDS. 

THE  FALLING  EDGE  OF  CLOCK  PULSE  TO  THE  HIGH  TO  LOW  TRANSITION 
OF  N0-M2  WITH  Vqo  •  10V  IN  SECONDS. 

THE  RISING  EDGE  OF  CLOCK  PULSE  TO  THE  MICH  TO  LOW  TRANSITION 
OF  0  WITH  Vqo  •  10V  IN  SECONDS. 

WORST  CASE  PROPAGATION  DELAY  TIME  MEASURED  FROM  THE  TRANSITION 
OF  THE  CLOCK  PULSE  TO  THE  HIGH  OR  LOW  TRANSITION  OF  DATA-OUT 
FROM  THE  HIGH  2  STATE  OR  VICE  VERSA  WITH  Vjq  •  SV  IN  SECONDS. 

HORST  CASE  PROPAGATION  DELAY  TIME  MEASURED  FROM  THE  TRANSITION 
OF  THE  CLOCK  PULSE  TO  THE  HIGH  OR  LOW  TRANSITION  OF  DATA-OUT  ' 
FROM  THE  HIGH  2  STATE  OR  VICE  VERSA  WITH  =  lOV  IN  SECONDS. 

WORST  CASE  PROPAGATION  DELAY  TIME  MEASURED  FROM  THE  FALLING 
EDGE  OF  CLOCK  PULSE  TO  THE  TRANSITION  OF  SCO/SCI  WITH 
Voo  =  5V  IN  SECONDS. 

WORST  CASE  PROPAGATION  DELAY  TIME  MEASURED  FROM  THE  FALLING 
EDGE  OF  CLOCK  PULSE  TO  THE  TRANSITION  OF  SCO/SCI  WITH 
Vqo  •  lOV  IN  SECONDS. 

HORST  CASE  PROPAGATION  DELAY  TIME  MEASURED  FROM  THE  FALLING 
EDGE  OF  CLOCK  PULSE  TO  THE  TRANSITION  OF  THE  MEMORY  HIGH- 
AODRESS  BYTE  WITH  Voo  ■  I"  SECONDS. 

WORST  CASE  PROPAGATION  DELAY  TIME  MEASURED  FROM  THE  FALLING 
EDGE  OF  CLOCK  PULSE  TO  THE  TRANSITION  OF  THE  MEMORY  HIGH- 
ADORESS  BYTE  WITH  Vqq  •  lOV  IN  SECONDS.  I 

WORST  CASE  PROPAGATION  DELAY  TIME  MEASURED  FROM  THE  RISING 
EDGE  OF  CLOCK  PULSE  TO  THE  TRANSITION  OF  THE  "EMORY  LOW- 
AOORESS  8YTE  WITH  Vqo  •  SV  IN  SECONDS. 

WORST  CASE  PROPAGATION  DELAY  TIME  MEASURED  FROM  THE  RISING 
EDGE  OF  CLOCK  PULSE  TO  THE  TRANSITION  OF  THE  MEMORY  LOW- 
AOORESS  BYTE  WITH  Vqo  •  lOV  IN  SECONDS. 


TABLE  B-3.  6504  ELECTRICAL  TEST  LIMITS 


TABLE  B-4.  1802  ELECTRICAL  TEST  LIMITS 


!CP 

ICN 

SSI 

SS2 

-100. OU 

SS3 

-200. OU 

-1 .OOON 

IH 

!L 

-300. ON 

ZH 

-1 .OOON 

2L 

-300. ON 

OLl 

1 .500M 

0L2 

2.300M 

OHl 

-lOO.OM 

0H2 

-lOO.OM 

OLX 

100. OU 

OHX 

-lO.OOM 

OHX 

4.500 

OLX 

-1 .OOOM 

TNX 

300. OM 

TPX 

-2.750 

IHl 

0.000 

IH2 

0.000 

:li 

1  .200 

r  ■ 

•“2 

3.000 

JNCTIONAL 

-500. OM 

SLH3'  '511L3 

-500. OM 

SL“3’  'SHL3 

-500. OM 

WLH3’  '-HL3 

[zf) 

-500. OM 

HH3’  ■-'H1.3 

'.Z-) 

-500. OM 

SLHl •  'SHLI 

(OATA) 

-500. OM 

5LH1  •  "SHLI 

'.OA-A) 

-500. OM 

1 .OOON 
1 .OOON 
300.  ON 
1 .OOON 
300. ON 
1 .OOON 
100. QM 
lOO.QM 
-350.00 
550.00 
lO.OOM 
-50.000 
5.100 
500. OM 
2.750 
-300. OM 
3.500 
7.000 
5.000 
10.00 
500. OM 
SO.OON 
30.00N 
250. ON 
150. ON 
0.000 
SO.OON 


500. OM 

200. ON 

500. OM 

30.00N 

500. OM 

70.00N 

500. OM 

250. ON 

500. OM 

150. ON 

500. OM 

30.00N 

500. OM 

70.00N 

-1 .OOOM 
-1 .500M 
-1 .OOON 
-2.000U 
-1  .OOON 
-2.000U 
950. OU 
1  .700M 
-lOO.OM 
-lOO.OM 
66.00U 
-lO.OOM 
-1 .000 
-1  .000 
-1.000 
-1 .000 
0.000 
0.000 
1.200 
3.000 
-500. OM 
-500.0M 
-500. OH 
-500. OM 
-500. OM 
-500. OM 
-500. OM 
500. OM 
500. OM 
500. OM 
500. OM 


000 
000 
000 
1.000N  I 
1 .OOON 
2.000U 
1 .OOON 
2.000U 
1 .OOON 
lOO.OM 
lOO.OM 
-230. OU 
-550. OU 
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MDAC-STL  DYNAMIC  LIFE  TEST  SYSTEM 


The  MDAC-STL  Dynamic  Life  Test  System  (DLTS)  is  an  8080  microprocessor- 
based  system  designed  to  perform  parallel  testing,  dynamic/ static  burn-in  at 
high  temperatures,  and  continuous  monitoring  of  microcircuits.  Figure  C-1 
shows  the  operational  configuration  of  the  DLTS  system.  The  block  diagram  in 
Figure  C-2  illustrates  the  four  major  components  of  the  DLTS.  They  are  the 
chassis,  control  panel.  Fluke  8600  multimeter,  and  printer.  The  following 
discussion  addresses  the  operational  aspects  of  the  high  temperature  chassis 
and  the  control  panel. 

CHASSIS  DESCRIPTION 


As  shown  in  Figure  C-3,  the  parallel  test  chassis  consists  of  the  follow¬ 
ing  component  blocks:  control,  voltage  monitor,  window  detector,  interface/ 
simulated  fault,  and  driver.  In  addition,  the  portion  of  the  chassis  in  the 
oven  contains  high  temperature  sockets  for  DUTs.  Each  matrix’s  corresponding 
inputs  and  outputs  of  each  DUT  are  paralleled  and  only  the  wire  for  each  input 
signal  passes  through  the  high  temperature  interface  to  the  DLTS  chassis.  How¬ 
ever,  corresponding  inputs  of  the  6504  matrices  are  wired  together.  This  approach 
reduces  the  need  for  high  temperature  materials  and  components. 

The  control  circuitry  determines  which  DLTS  chassis  is  being  addressed  by 
the  control  panel.  It  also  generates  control  signals  for  the  driver  and  monitor 
sections  of  the  chassis.  The  voltage  monitor  section  multiplexes  specific  voltages 
of  interest,  such  as  the  device-under-test  (OUT)  supply  voltage,  for  readout  by  the 
Fluke  multimeter. 

The  window  detector  determines  by  an  increased/decreased  current  through 
a  detector  resistor  that  outputs  of  the  devices  connected  in  parallel  are  not  in 
compliance  and  that  a  failure  has  occurred.  The  interface  board  buffers  all  the 
input  signals  from  the  driver  to  the  DUTS.  The  simulated  fault  board  insures 
that  stuck-at-zero  (S-A-0)  and  stuck-at-one  (S-A-1)  faults  can  be  detected 
during  demonstration  testing. 
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The  driver  creates  the  dynamic  stimuli  for  the  DUTs.  The  6504  driver  generates 
a  GALPAT  pattern,  reading  and  writing  the  pattern  to  every  DDT  each  cycle.  The 
1802  driver  generates  instructions  executed  by  the  microprocessor  in  the  same 
sequence  each  cycle. 

CONTROL  PANEL  DESCRIPTION 

The  control  panel  operates  in  eight  modes.  For  clarity,  the  modes  may  be 
subdivided  into  three  categories  of  initialization,  operation,  and  data  display. 

The  initialization  modes  are  CHASSIS  SELECT,  SERIAL  NUMBER  SELECT,  and  TIME  SET. 

The  CHASSIS  SELECT  mode  is  used  to  select  the  chassis  that  have  been  connected 
to  the  control  panel.  DLTS  chassis  locations  2  and  3  are  dedicated  to  the  6504 
and  1802  parallel  test  chassis,  respectively.  By  selecting  only  active  chassis, 
the  monitor  interrogating  cycle  time  is  minimized.  The  interrogating  time  is 
less  than  8  ms  for  a  parallel  test  chassis  when  no  error  is  present.  Uhen  a  6504 
error  occurs,  the  chassis  cycle  time  varies  from  ten  to  thirty  seconds  and  is 
dependent  on  the  number  of  matrices  that  contains  an  error.  In  contrast,  the 
1802  requires  twenty-five  seconds  of  settling  time  before  interrogating  the 
chassis  for  a  failed  device.  An  additional  ten  to  thirty  seconds  are  required 
to  isolate  the  failed  device.  The  SERIAL  NUMBER  SELECT  mode  is  used  to  select 
the  OUT  sockets  that  have  devices  installed  and  thereby  disregard  output  data 
for  empty  OUT  sockets.  The  TIME  SET  mode  is  used  to  set  a  real  time  clock  with 
date  and  time. 


The  operational  modes  are  RESET  and  CONTINUOUS  MONITOR.  RESET  clears 
the  software  registers  in  the  control  panel  and  restarts  the  driver  in  the 
test  chassis.  In  the  CONTINUOUS  MONITOR  mode,  selected  chassis  are  sequentially 
interrogated.  When  the  6504  parallel  test  chassis  is  interrogated,  a  HALT  pulse 
is  transmitted  to  the  DLTS  control  panel.  If  the  HALT  signal  is  high,  no  error 
was  detected  and  the  next  selected  chassis  is  interrogated.  However,  if  the 
HALT  signal  is  low,  the  chassis  detected  an  error.  The  DLTS  then  performs  five 
Vf^PS  voltage  (Figure  C-4)  measurements.  A  matrix  has  an  error  when  the  Vppg 
voltage  is  less  than  5.525V.  If  the  Vpps  measurement  indicates  no  matrix 
error,  then  the  window  detector  has  falsely  triggered.  Next,  the  false  HALT  (no 
error)  register  is  incremented.  The  false  halt  register  stores  the  number  of 
false  triggers  between  resets. 
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The  COMPARE  DATA  (CD)  signal  fron  the  6504  chassis  then  cues  the  DLTS  that 
a  failed  6504  has  a  S-A-0  or  S-A-1  fault.  Then  the  V^r)  voltages  with  the 
driver  in  a  static  state  are  measured  to  isolate  a  failed  device  in  a  matrix. 

During  parallel  testing  four  bad  DUTs  in  each  matrix  of  five  devices  can 
be  detected  as  failures  during  the  same  cycle.  If  all  five  6504s  had  incorrect 
output  data  during  the  same  cycle,  then  the  errors  would  appear  transparent  to 
the  window  detector  (all  the  6504s  outputs  would  be  in  the  same  state  with  no 
large  output  current  flow). 

A  software  subroutine  insures  that  the  driver  has  an  approximately  252  duty 
cycle  if  all  matrices  have  failures  at  different  address  locations.  After 
a  matrix  has  its  first  error  (ERROR  COUNT  =  1)  and  if  no  additional  failure 
occurs  within  the  chassis  for  90  seconds,  the  ERROR  COUNT  is  reset  to  zero. 

After  a  6504  matrix  has  two  failures  (ERROR  COUNT  =  2)  within  180  seconds  of 
each  other,  the  matrix  is  masked  (unable  to  halt)  for  130  seconds.  During  each 
failed  chassis  cycle,  ten  seconds  per  rriatrix  are  required  to  isolate  the 
failed  devices. 

The  1802  parallel  procedure  is  similar  to  the  6504  procedure  except  for  the 
following:  a)  in  a  matrix  of  five  devices, fewer  than  two  failed  1802s  can  be 
isolated  per  cycle,  b)  there  is  no  COMPARE  DATA  signal  since  the  device  has 
multiple  outputs,  c)  the  Vop  and  Vss  voltages  are  measured  to  isolate  the 
failed  devices,  and  d)  three  of  the  five  1802s  are  assumed  as  good  devices. 

After  an  1802  matrix  has  two  failures  within  240  seconds  of  each  other,  the 
matrix  is  masked  for  210  seconds.  However,  after  a  matrix  has  its  first  error  and 
no  additional  failure  occurs  within  the  chassis  for  120  seconds,  then  its  error 
count  is  reset  to  zero.  Window  detectors  are  masked  before  the  restarting  of  the 
driver  to  insure  that  the  failed  1802  is  reinitialized.  Reinitializing  is  necessary 
after  a  failure  has  occurred  because  the  failure  may  effect  sequential  instructions. 
The  1802  driver  will  run  at  least  172  of  the  time  if  all  matrices  fail  different 
instructions  over  the  210  seconds  of  masking. 


Finally,  the  remaining  control  panel  modes  are  in  the  data  display  category. 
They  are:  VOLTAGE  MONITOR,  PRINT,  and  PRINT  FUNCTIONAL  DATA,  When  the  VOLTAGE 
MONITOR  mode  is  selected,  voltages  of  interest  (such  as  the  OUT  supply  voltages) 
are  monitored.  The  voltages  are  displayed  on  the  Fluke  8600  digital  voltmeter. 
Serial  numbers  and  chassis  numbers  are  also  displayed  on  the  control  panel.  In 
the  parallel  chassis  PRINT  mode,  a  voltage  printout  (Figure  C-5)  is  obtained. 

When  the  PRINT  FUNCTIONAL  DATA  is  selected,  a  printout  is  obtained  without  the 
OUT  voltage/current  measurements.  Because  the  voltage  measurements  for  a  single 
chassis  take  approximately  one  minute,  a  faster  printout  of  the  DUT  functional 
data  is  available  with  PRINT  FUNCTIONAL  DATA  mode. 
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APPENDIX  D 

DEMONSTRATION  TEST  DATA  SUMMARIES 


INTRODUCTION 


This  appendix  contains  the  data  summaries  of  the  demonstration  test  devices 
and  control  group  for  the  6504  4K  memory  and  the  1802  8-bit  microprocessor.  The 
data  summaries  include  the  parameter  means  and  standard  deviations  (sigmas)  for 
all  electrical  test  measurements  performed  at  125*C.  Tables  D-1  and  D-2  present 
the  demonstration  test  data  summaries  for  both  device  types.  The  control  group 
data  summaries  are  included  in  Tables  D-3  and  D-4.  For  reference,  the  parameter 
symbols  and  test  limits  for  the  6504  and  1802  were  previously  defined  in  Appendix  B. 


6504  PARAMETER  SUMMARIES  OF  THE  DEMONSTRATION  TEST  DEVICES  (175°C  C 
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>rv^K)^rvo«*oao>^t»'>ciOOorjo«ii^O'4^'C&>'0'0 

rs.  o*  •  fi  ri  ▼  CD  k»T  'O  tfi  <*4  >  -o  f I  w  •  'C  n  m 

.  . . . . . 

oou'OiiTfs^r  w 


zzzzzzz  zzzzzzzzzzzzzzzzzzzzz 

OB  rj  >  rs.  fv  ^  rv  QD  ri  00  i*T  >  o  M  ^  ^  >  1*'^  yT  'O  n  ^  f  j  o  CD  f4  '<j 

. CD . 

tjT  iiTrtrs®'^QDrj^  •rv><ocD'0>O^u*)®^ 

ri  r4  Ci  ^  »iT  c*  c*.  r4  f*  ^  ^  fi  ® 


zzzzzzzz  zzzzzzzzzzzzzzzzzzzz 

^  ^  X  r  >xc^"ij*>c^-tt<.*.‘Cvii*:'C'<  •  <-  <  j": 

X  <  c  ♦  <  >  *r  ♦  •  !*i  -*  r  c  X  >  f*.*  >  X  c  -*  >  >  <“ 

•*?  M  •r  T  <  ^  ♦  Ti  ^  f'i  1-  •r 


zzzzzzzz  zzzzzzzzzzzzzzzzzzzz 

C  K  X  rc  -c  X  X  ^  -•>".■€  *:  *-  y*  Cx  r.  ♦  ■•'XX  :< 

. .  . 

K  ♦  Cj  «-  c  c  ^  '*-  >  y"  •  —  >  »r  •  r:  X  ^  ^  r.  b*.  "T  —  f',  r. 

x  --■T'-*.  >:‘jcrr-<i?r-<crx  -j: 

n  -r  ■•  4*:  -r  -  >  ^  ^  -4  X  '-'I  -r  - 


zzzzzzzz  zzzzzzzzzzzzzzzzzzzz 

b-  ^  ♦  X  >  ''V  \  b‘.  ^  fv*  b*^  X  ♦  t^-  -  X  'i  •  'v  < 

•rN>  ••rx>r.'CK«--cN.x^*^>’s^.\x:r'C-« 

.  .  •  .t . . . . 

>  X  <  c.  -*.  <  r.‘  <  Z  ^  ^  *  r:  z  Ti  X  >  ^  ^  C  -  ^  ^  X 

r*4  •'j  N  ‘4*;  ^  r;  •!  --c  ?•  -c  ir  •r  •• 


zzzzzzzz  zzzzzzzzzzzzzzzzzzzz 

>  X  C  >  .-  f  i  -  -  >  4*  ^  b*  C  ^  >  'T  -  O  X  f .  ^  r-i  <  < 

♦  •••♦••*  . . 

•r  ^  O  b*  X  r<  <  w.  r,  <  .  -  ®  ^  •  r.  >  ■<  >  c  >  f.  <  x  ♦ 

<  .';  C  <  X  r  >  X  "T  -  «C  X  'T  -  V  c  >  X  - 

-i  -r  ■••  i*  r;  -r  -  C-.  -  >  T  ^  X  T  - 


zzzzzzzzzzzzzzzzzzzzzzzzzzzz 

—  >0®  X)^^bT>V'C>fvrs.POO®b‘;Ob')-^>lOCh©>bl'^® 

--—®  .p»i'C-<OPOT’^®bT  —  'so*^xry(‘'<y5r4>o  *0*-® 

•  •«b'}**««*«*«*«»***«****»CN**» 

®—  Ch  —  —  OOb' 

—  -flpnrorO'CbT’^N  —  •-▼r';*<*-»^r4  —  y*).*Sb*)r'4**^^-- 


z  zzzzzzzzzzzzzzzzzzzzzzzzzzz 

^  r  4  IS.  fo  0“  f4  pv  b*)  bT  H5  po  p*)  «*)  <*'<  ©  <  'C  'C  'O  ®  ▼  N  *0  r-4 

bl»<®'0OO^<l^»«rs(NOOb‘)P^r4^ObT®^®D‘mMMrj 
'0in>^Mb’JbTyj®r4—  —  pnOP0OO*^^^®Pn•-'OO®®-^b■) 
r-j  r-i  ri  ▼  bT  r4  ry  r4  po  ▼  —  r‘4  ry  T  Cb  ^  r-4  ® 


«  « 

s  s 

iSi  <  Z  ©  <C  Z  A 

Z  Z  3  Z  Z  3  Z 

cz3-ctz3-crro 

I  «  i  I  I  I  I  I  i  I  I  i  I 

n  r4  fj  ri  f<  n  n  ri  m  n  1 
z  xx^^w^zrxzxx 

Z  ZZZZZZZZZZZZ' 


r-5  c  !r  'T  r ^  ir.  o  «  X  rv  rr  cs.  <  ♦  <  r;  t* 

N  •  •  •  •<czNxx>!/i  •ct*:  •  •  •  •>j‘:>x 

•  'C<^?S.N.^^J•^>N.XCCC  •v^.  •  >  <  *^  o  <  •  •  •  • 
.N  J'*  "C  C'i  •  "C  •  •  •  •  ♦  •  ^  ^  'i*  ^  X  w  ^ 


cxzu.za.zzz  =  3z  =  ::cc  cc  zzzz 
";  r  o  >  f'.  r».  c  »•  -»  r.  p.  IS  -0  pv  -c  o  ■••  «  >0  M  <  -T  -  N  ?<; 

"  •  ■»  •  -«  •  f.  K  Pi  -C  HI  PI  HI  P.  •  »  "C  >  »  .  p.  PI  •  .  .  . 

>  -  X  ♦  l|-  li".  X  >  >  I  >  Pi  P>.  P.  P)  IS  X  ■»  Z  P.  O  «  <  OC  iT  -C 

•V  *0  •  •  •  •  •  •  •  •  •  ♦  •  •*-,  • 

>  X  Ti  <  J*.  -r  ^  r.  ••  "r  ^  —  T;  -  - 

I  til  III 


CZXXZ:i.j.ZXXXZXXC3£CXZXZZZZZ 
>s  ir  <  T.  *r  >c  tt  c  r.  rr  c  r.  t‘  c  ir  -r  <  X  u'  X  j*:  ‘r. 
c  •  •  •  ^  •  •  •  •  >  ^ 

•  X  r.'  VI  L*;  r.*  r.  rj  •  •  •  >  c  •v  •  .  •  • 

>■•;<>  •C'^-  •  •  ♦  ♦  •  • 

>  "v  >  r«  •*;  r^i  ^  •s.  ^  ••  ,1^ 


ZSZupZCbZZXXXXXXCZ  £C  zzzz 

•  I  ^  >  N  y*:  o  ^  o  Ki  >  X  N  K.  o  fv  r.  X  ffi  K  -,  o, 

•  •  fr  •  <  •  K;  *0  <  X  b'  >  cj  K.  •  »r  'C  >  -  •  f-.  •  •  •  • 

yiX«>rvXKj^<K.  <x^>-*C'C-rrr<’C 

•  X  ••  X  ♦  •  t^.  0^  ^  5^ 

>  X  ^1  <  W.  r  r.  «5  <  T  <<  ♦  <  **5  Ti  - 


ZXu.u.Zu.ZZZ3XZX3C3CZ3C£rZZZZ 
<N  ri  f  i  n  uT  uT  uT  un  >  ^  M  ^  uT  o  1^.  fv  >  T  ®  ui  o  'O  y'> 
•  •  •  •ffl  ♦'Oirt  •  •  •  ♦ofjo^r^ 

•fs  «O^NXDy*)  •  •  •  • 
O^r^O  •a  •  •  ♦  •  •  •  •  •MOO*  •M'0taT^f‘4ffl»<ffi 


zzzz 
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cc^a.z.kzzzzzzzxczc  zcczzzzz 

X'r<r:MCCO«^^vMM'«t-rXMC^<-X'r>C'C 

rsj  •  •  •j*  •  •  •  •  ^  ‘-i 

•  <  -  'C  ,i'.  •r  r,  X  y:  jt  ^  <  'i*:  •  •  •  o  m  "v 's  ♦  •  •  • 

•  T:  •  •  •  •  ♦  •  •  •CVXC**t—  "V^'s 


XXZXZa.ZZZ3ZXZXXC  zz  zzzz 

>  >  C  C  X  C  <  T  r<>  X  «#•  y-.  rs  X  C  •-  Ut  M  b“  —  >  X  ^  rv  — 

•  •<  •  -  ->>  —  y“/<C0'^^  -pvii'co*  ♦r.  (%  •  •  .  - 

r  o>  X  t'.  <  y-  >  ^  ^  X  >  y*:  ▼  y.  c  ^  X  y*:  o  <  y*  <  >0  x 

O  **  •  X  •  ^  *••••«•♦  ^  •  •  •  •'€  •  ^  0* 

>  X  X  <  4*  j'  <  <  <  r:  -r  <  <  j*  Ti  -  - 


OO  >  I 

II  I  I  I  1  I  1  y*  I 

®a  Z-OX-O  <lS  Vi 

abk«XX^<X^vk>XiXCkA&>>>OiO  I 

OyZi  1  I  I  I  I  I  I«^Z>03 

^  ^  ^  01  •H  r.  N  M  ri  M  M  M  M  M  •«  Cl  •«•  r.  O  W  I  1  u 
auzz^^zuos<x(/)(n®^^xzoxx^  : 
^-,^«^««oooiO'x;n®ozooo3-*-« 
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o  I  z: 
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j'^c***  -'<IC’Ti*5X<<f‘.C>CCC 
•  -CN  •i  •  -  x 

i'-r  •'C<<>C>  •>  •  •  - 

•r  *Z>  • 


33ZZC  zzzzzzzzzzzzzzzzzz  z: 

<  r.-  C  >  «  C  C  C  .N  C  C  «  -  tt  >  «".  C  ©  X  C  -  >  c  c  c  >  c 

<  <  -v  •  *  ©  c  r:  >  <  c  >  j*:  c  •;  >  >  ©  c  c  > 

•  •  •I'^©©  *  Ti  •  >  •©  •M  •©  "T:  •©©© 

^■^©©•^  •  •'C  •>»  •>€ 


•  >»  •  •  •'C  •  •>  • 

©  -«  X  X  ▼  X  ^  ‘/i  I  ' 


Z33:i.Zj.ZCC3C33  zzzzzzzzzzzzzzzzzzzzzz 

♦  —  ii*x^©r«<c»^r.  cxou*oc©u‘CCc©»‘;c©och‘:cc©ccj*c©©v':© 

•X^.  "fi  ^  •  •O'.'li*©©  *ll*©U'^  ♦  •  •©  •©  •©  "ti*  •©  •  • 

-c^,  <©!*■;  rs.^fs»''i<pv^^‘».©©fv  •  •  •  o  •  •«“  •©  -  •©©>»  • 

•r  •  •  C  •  •  •  c  •  rv  >  •  •  •  •  •  r.  4‘J  N.  •T  ^  4*^  X  >  r.'  j*  "T 
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O 


Z33^Z^Z333333Z£X  ZZZZZZZZZZZZZZZZZZ  ZZ 
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•  <>  •'T  •  -c  •  •<  -  Nr-iv  •  •©©•r©<'^x>.t>ri©r‘j>jt©.‘‘'>>©c©>t.’ 
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Z33CLwCkCto333333SZS  ZZZZZZZZZZZZZZZZZZ  ZZ 
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NX*"  lit  *^10  —  —  tot  ©©-•  tot 


Z33ZZZZCZ3S33  ZZZZZZZZZZZZZZZZZZZZZZ 
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zzzzzzzzzzzzzzzzzzzzzz 
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. X . . . 
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m 

P. 

.N  X  X  P.' 

IS 
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q3 

< 

M  M  M  -r  Tl 
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Z 
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fV 
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P|Ps(hPsXPs>‘^XPi'OP^P-iPi’^PO^O'OPM'C'^X-*Pvb‘)i 

> 

m  o  >  pvpi  piXw'  ^CPiX'0^^^w>p\pco^rs»o»  -c  -mi 

Pi 

«4 

Ni><CPOfO®^  —  OP^V^^«*'O>>’OP0b*)OU*)b’)OOOb') 

TOO«»*o-^Qpoo>rjfn>r^«ifOfN.PO>rvOMP^y')morJ 
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&  X  .... 

N  N  r.  ^  ^ 

XXC  XXX  •••'XXXX 

Cl3Z  Ck3X 

zz-czzz^zczzx<tx<t-u.-;u^ 

'  *  '  '  »  <  I  »  .'  I  ^  ^  —  X  C  X  X 

^  Pi  Pi  Pj  PJ  '“i  P.  Pi  P,  Pi  pi  Ui  u*  ;*<  mu  •  •  •  • 
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XX-^--JJlXIXX  •  •  •  *XX-mJ 

XX«:k^CkwC^XCL.ijkCk'^3Z'’JCjXXXX 


\  ^ 

^  MISSION  5 

^  0/  I 

^  Rome  Air  Development  Center  ? 

RAt)C  p£an4  and  execcttei  aeizaack,  development,  teit  and  v 

•  ieiecied  acouXi-ctton  p-^og.tajn6  -cn  i^wppoat  o^  Command,  Ccntxol  v 

^  CcmmanicaUcm  and  JntelUgence  [Ch]  aetivltieA .  Technical  J 
i  and  enginee’Ung  suppoxt  initlvin  aaecoi  o{^  technical  competence  C 
S  Ci  provided  to  ESO  Paogrojn  O^^lcei  (POii  and  otheT  ESD  ^ 

^  elementi .  The  principal  technical  muiion  anea^  are  ^ 

,  commanicati 0 nt ,  eCectromagnetic  guidance  and  control,  6ur-  A 
J  v^c££a;tcc  o<  ground  and  aerospace  objecti,  intelligence  data  \ 

•  collection  and  handling,  inionsnation  6cjitem  technology,  V 

K  ionoipncric  propagation,  iclid  itate  6ciencc6 ,  microwave 
i  phubicb  and  electroivic  reliability,  maintainability  and 
K  compatibilitu . 
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